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LIBRA  RY.  <?* 


TO  ALL 


WHOM  IT  MAY  CONCERN: 

My  views  of  the  requirements  of  an  Artificial  Leg 
are:  First,  case  and  comfort  in  walking.  Second,  a 
natural  motion,  lightness,  elasticity  and  stillness,  com¬ 
bined  with  a  graceful  step.  Third,  reliance,  stability, 
firmness  and  durability. 

In  all  these  respects  I  claim  that  my  Artificial  Legs, 
with  my  patented  India  Rubber  Foot,  are  pre-eminent. 

The  leg  is,  in  the  first  place,  made  to  fit  the  stump 
so  perfectly  as  to  give  the  greatest  ease  and  comfort  to 
the  wearer,  while  it  operates  with  perfect  freedom,  firm¬ 
ness  and  elasticity.  Thus  all  of  these  indispensable  ob¬ 
jects  are  attained,  without  that  complicated  mass  of  ma¬ 
chinery  resorted  to  in  other  Artificial  Legs.  In  fact, 
there  is  no  machinery  whatever  (that  is,  what  is  usually 
called  machinery).  This  fact  makes  the  leg  unequalled 
in  point  of  durability  by  any  similar  invention  yet  pre¬ 
sented  to  the  public. 

In  giving  a  description  of  my  legs  it  does  not  require 
a  mass  of  words,  nor  a  complicated  description  of  them 
to  make  the  most  ordinary  mind  realize  and  appreciate 
their  intrinsic  value,  and  the  process  by  which  I  was 
led  to  adopt  and  develop  my  late  inventions.  Their 
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various  and  many  advantages  over  all  others  nowin  use, 
will  be  apparent  when  the  following  facts  are  fully 
weighed. 

It  has  been  well  understood  among  all  inventors  and 
manufacturers  of  Artificial  Legs,  that  there  was  something 
required  to  improve  the  foot  and  ankle,  and  give  more 
universal  and  less  direct  motion.  This  was  needed  to 
obviate  that  jerking,  clapping,  snapping  and  rattling 
noise,  and  unnatural  and  exceedingly  unpleasant  sound, 
both  to  wearers  and  others,  so  frequently  heard,  and  by 
which  Artificial  Leg  wearers  might  be  heard  and  ob¬ 
served  from  other  persons  at  some  distance  in  the  street 
or  moving  about  the  house.  Some  have  sought  the  re¬ 
moval  of  this  difficulty  in  one  way,  and  some  others, 
but  most  inventors  have,  in  trying  to  avoid  the  difficulty, 
but  added  to  it.  By  multiplying  machinery  of  various 
kinds,  although  aiming  to  get  rid  of  ivorse  than  useless 
motions,  they  have  added  complication  to  complication, 
by  their  many  cords  and  springs  which  have  a  tendency 
to  please  the  unexperienced  while  the  limb  is  new  and 
unused,  but  invariably  displeases  them  soon  as  a  little 
wear  brings  the  machinery  to  a  test,  and  not  only  warns 
the  wearer  of  the  instability  of  his  substitute  by  its 
many  unreliable  and  uncontrolable  gyrations,  and  un¬ 
pleasant  sounds,  but  annoys  and  startles  his  neighbor  as 
he  passes  his  quiet  door,  and  alarms  the  congregation 
when  he  enters  the  house  of  Public  Worship,  the  in¬ 
ventor  not  stopping  to  think  that  every  additional  cord, 
spring,  joint,  or  contrivance  but  increases  the  difficulties, 
adds  to  the  already  enormous  complications,  weakens  the 
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limb,  and  renders  the  invention  liable  to  greater  objec¬ 
tions,  without  accomplishing  any  advantages  whatever. 

In  these  statements  I  firmly  believe  I  express  the 
views  of  a  large  number  of  inventors.  At  all  events.  I 
know  I  give  my  own  experience,  having  been  engaged 
in  this  calling  of  giving  relief  to  mutilated  sufferers  for 
the  last  sixteen  years,  and  having  been  also  employed 
most  of  my  life  in  mechanical  constructions  of  a  nature 
preparing  me  more  fully  to  realize  the  necessities  of  a 
good  Artificial  Limb.  I  feel,  therefore,  that  my  labor 
has  been  well  bestowed  in  thus  being  able  to  give  to  the 
unfortunate  an  Artificial  Limb  accomplishing  every  re¬ 
quired  movement  and  all  the  essentials  to  make  the  most 
life-like,  light,  easy  and  durable  leg  ever  given  to  the 
public,  while,  at  the  same  time  it  is  free  from  all  cum¬ 
brous  machinery.  It  is  the  ne  plus  ultra  of  Artificial 
Limbs  now  in  use,  as  all  impartial  examiners  have 
declared. 

The  India  Rubber  Foot  is  the  base  of  the  whole 
structure,  and  although  it  is  elastic,  springy  and  light, 
it  is  also  the  most  reliable ,  firm  and  substantial  founda¬ 
tion  that  ever  a  poor  limbless  person  stood  or  walked 
upon.  This  I  assert  without  fear  of  successful  contra¬ 
diction. 

When  I  first  invented  and  applied  my  Rubber  Foot 
to  the  Artificial  Leg,  I  did  not  think  it  would  be  suitable 
for  the  delicate  and  weak  of  the  female  sex.  It  was  in¬ 
tended  more  especially  for  the  hard-working  mechanics, 
the  farmer,  and  the  male  sex  generally,  whose  lives  de¬ 
mand  toil,  energy  and  constant  exertion.  But  in  this  I 
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was  most  agreeably  disappointed.  To  my  own  surprise 
and  gratification,  I  soon  found  it  was  equally  well  adapted 
to  their  wants  as  to  any  others’.  Nay,  more,  it  was  just 
the  thing  for  the  most  tender,  delicate  and  fastidious 
lady  in  the  land ;  and  their  joy  and  gratitude  in  its  use, 
in  being  able  to  perform  their  many  and  various  duties 
with  facility,  ease  and  symmetry  of  motion,  without 
noise  or  unpleasant  observation,  has  been  expressed  to 
me  in  a  great  number  of  instances — a  sentiment  always 
invaluable  to  the  reliever  of  human  sufferings,  and  no 
small  reward  of  the  anxious  care  and  toil  of  a  public 
servant. 

With  regard  to  the  improvements  derived  from  my 
invention,  I  refer  to  the  statements  of  both  ladies  and 
gentlemen  in  another  part  of  this  work.  Their  testi¬ 
mony  is  from  actual  experience,  and  needs  no  comment. 

A  word  to  those  who  have  used  and  are  now  wearing 
the  old  kinds,  with  the  movable,  clattering  ankle  joints  : 
Is  not  your  step  in  your  parlors  at  times  taken  for  a 
squeaky,  broken-down  chair,  or  a  rat  or  a  mouse  in 
some  intruding  corner  of  the  building  ?  Are  you  not, 
while  walking  in  the  street,  sometimes  taken  fora  wheel¬ 
barrow  crying  for  grease,  and  does  not  your  step  resem¬ 
ble  the  clatter  of  an  old  shoe  with  the  sole  loose  and  too 
large  for  the  foot  ?  Is  it  not  a  gain  to  get  rid  of  those 
annoying  appendages  and  to  be  relieved  of  the  great  ex¬ 
pense  and  trouble  necessarily  attending  them  ? 

My  patent  Rubber  Foot  most  assuredly  obviates  all 
these  difficulties.  I  have  applied  them  to  a  great  num¬ 
ber  of  other  makers’  legs  beside  my  own,  many  where 
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the  leg  was  new,  and  more  where  they  were  sound,  ex¬ 
cept  where  the  springs  or  cords  were  worn  out  or 
broken,  and  have  succeeded  in  making  the  old  leg  as 
good,  and  in  fact  much  better  in  many  cases  than  a  new 
one  of  that  kind. 

I  would  not  state,  nor  have  it  inferred  from  what  has 
been  here  said,  that  my  leg  will  last  always,  under  all 
kinds  of  rough  usage,  but  this  I  do  say,  that  it  will  out¬ 
last  two  of  any  other  kind  now  in  use  (that  are  fit  to 
use),  and  that  when  it  does  need  repairs — and  what 
thing  earthly  will  last  ahvays — it  will  cost  less  and  be 
always  less  troublesome  than  any  other  Artificial  Limbs 
I  know  of.  Its  simple  mode  of  construction  is  con¬ 
clusive  to  every  one,  that  one  of  its  important  and  val¬ 
uable  features  is  its  non  liability  of  requiring  repairs, 
and  its  ease  of  access  when  repair  is  needed,  thus  ren¬ 
dering  the  expense  and  trouble  comparatively  trifling. 

For  the  arms  and  hands  I  do  not  claim  that  amount 
of  usefulness  that  is  demanded  for  the  legs  and  feet.  They 
are,  however,  simple  in  construction,  and  in  my  judg¬ 
ment  as  useful  as  any  artificial  hand  can  be  made  ;  and 
where  amputation  has  taken  place  below  the  elbow,  and 
the  person  using  it  is  required  to  labor,  the  hand  is  read¬ 
ily  removed,  and  a  hook  put  in  its  place,  while  its  re¬ 
placement,  when  needed,  is  as  easily  effected.  You  will 
find  a  very  correct  description  of  my  inventions,  with 
suitable  cuts  illustrating  these  limbs,  in  this  work,  which 
have  been  published  in  the  Scientific  American ,  a  copy 
of  which  is  herewith  published  in  this  pamphlet : — 
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ARTIFICIAL  LIMBS. 

The  engravings  published  herewith  represent  Arti¬ 
ficial  Limbs  which  have  novel  features  not  heretofore  ob¬ 
tained  in  them.  India  rubber  is  largely  used  in  their 
construction,  the  feet  and  hands  particularly  being  con¬ 
structed  of  this  substance. 


Tigr.l 


No.  1  presents  a  full-length  leg  standing  erect,  to  be 
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No.  2  represents  a  leg  to  be  applied  where  the  leg 
has  been  amputated  below  the  knee  joint,  and  the  stump 
is  flexible  enough  and  sufficiently  long  to  enable  the 
wearer  to  use  it  in  walking.  It  also  represents  the  leg 


applied  in  all  cases  where  amputation  occurs  above  the 
knee  joint. 
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with  the  heel  compressed,  and  in  its  position  after  taking 
the  step,  and  when  firmly  planted  on  the  ground. 


Ij.S 


No.  3  is  termed  a  knee  bearing  leg.  It  is  to  be  ap¬ 
plied  where  amputation  takes  place  below  the  knee,  and 
where  the  stump  is  too  short  or  contracted  at  right  angles, 
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so  the  knee  joint  cannot  be  used  in  walking.  This 
figure  represents  the  leg  slightly  bent  at  the  knee,  and 
bearing  well  upon  the  toe,  as  in  the  act  of  lifting  it  to 
take  the  next  advance  step. 


JFiy.  5. 


No.  4  is  a  view  of  the 
India-rubber  foot  before 
being  applied  to  the  leg. 
This  rubber  foot  consti¬ 
tutes  the  main  feature  in 
the  legs  shown  in  the 
figures.  It  is  made  mostly 
of  India-rubber  of  a  very 
spongy,  light  and  elastic 
character.  A  piece  of 
willow  wood,  nearly  filling 
the  rubber  heel  at  the  top, 
or  surface,  where  the  leg 
rests,  runs  down  about 
one-fourth  of  the  distance 
towards  the  lower  part  of 
the  heel ;  also  forward  and 
downwards  to  the  joint  at  the  ball  of  the  foot,  as  shown 
by  the  dotted  line.  This  piece  of  wood  is  the  base 
upon  which  the  foot  is  built,  and  is  also  the  medium 
whereby  the  foot  is  joined  firmly  to  the  leg.  The  leg 
itself  is  made  of  light,  tough  willow  in  all  cases,  except 
the  thigh  piece  shown  in  figure  2,  and  the  front  part  of 
the  thigh  piece  in  figure  3,  which  are  both  made  of 
leather.  The  entire  leg  and  foot  in  all  cases  is  covered 


12 


with  fine  buckskin,  neatly  coated  with  a  life-like,  water¬ 
proof  finish,  making  it  both  light  and  strong.  It  will 
be  seen  that  there  are  no  movable  ankle-joints  in  these 
limbs,  the  necessity  for  which  being  entirely  obviated  by 
the  Elastic  Rubber  Foot,  which  gives  all  the  motion  re¬ 
quired  in  walking,  and  also  the  ease,  firmness,  elasticity, 
and  reliance,  absolutely  necessary  in  a  perfect  Artificial 
Leg. 

It  would  seem  at  first  sight  that  no  one  could  walk 
well  on  any  Artificial  Leg,  without  the  moving,  flapping 
ankle-joint,  but  practice  proves  this  to  be  erroneous. 

The  Rubber  Foot  also  gives  all  the  required  lateral 
motion  to  the  foot  when  stepping  upon  sidling  or  uneven 
ground.  This  leg  dispenses  w  ith  all  machinery  of  what¬ 
ever  character,  and  has  been  in  use  for  the  last  two  years, 
giving  great  satisfaction. 

Figure  5  gives  a  rear  view  of  the  knee  joint  of  the 
long  leg  (Figure  1).  The  T  joint  is  fastened  to  the  up¬ 
per  part  or  thigh  piece  of  the  leg,  and  the  gudgeons  of 
the  T  are  held  in  adjustable,  oblique  boxes,  which  are 
easily  set  at  any  time  by  the  screws  passing  through  the 
caps  into  the  main  leg,  so  as  to  keep  the  joint  to  wrork 
tight  and  still,  yet  free  and  perfectly  flexible,  the  small 
projecting  bar  attached  to  the  T  with  the  button-shaped 
ball  operating  upon  the  spiral  spring,  so  as  to  throw  the 
foot  forward  when  bent  in  walking,  and  so  as  to  hold  the 
foot  under  when  bent  at  right  angles  in  a  sitting  position. 
This  feature  has  been  secured  by  a  separate  patent, 
dated  March  7,  1865, 
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Figure  6  shows  a  Rubber  Hand,  made  same  as  the 
foot,  of  which  there  cannot  be  as  much  said  as  of  the 
other  inventions.  It  corresponds,  however,  with  the 
others  in  its  characteristic  features  of  simplicity  and  du¬ 
rability,  and  wholly  dispenses  with  machinery,  giving  a 
softness  to  the  feeling  and  an  elasticity  which  is  very  de¬ 
sirable.  It  is  as  useful  as  any  hand  yet  invented,  which 
is  not  probably  saying  much  in  its  favor,  as  no  art  yet 
shown,  if  it  ever  will,  can  compare  with  “  nature’s 
handiwork.”  A  patent  for  this  hand  has  also  been  ob¬ 
tained,  as  in  fact  have  all  of  them,  through  the  Scientific 
American  Patent  Agency.  These  inventions  have 
caused  a  great  change  for  the  better  in  the  appearances, 
as  well  as  usefulness  to  those  who  have  lost  natural  limbs, 
and  must  give  great  relief  to  the  maimed.  These  in¬ 
ventions,  in  dispensing  with  so  much  machinery,  reduce 
the  expenses  of  repairs  very  greatly,  as  there  is  no 
complicated  gearing  to  get  so  often  out  of  order.  You 
see  no  part  of  the  cuts  representing  the  inside  working 
of  the  leg,  because  there  is  none  there  to  be  exhibited, 
except  the  lower  part  of  the  knee  spring,  operating  as 
described  in  Figure  5.  The  limbs  are,  of  course,  hol¬ 
low  in  all  cases,  to  render  them  light,  as  well  as  adapt¬ 
able  to  covering  and  supporting  the  stumps  they  enclose 
and  sustain. — Scientific  American ,  April  15,  1865. 
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,  AMPUTATIONS. 

Some  Surgeons  will  perhaps  think  it  rather  prepos¬ 
terous  in  me  to  offer  any  suggestions  in  regard  to  the 
most  suitable  points  for  amputation,  on  the  ground  that 
such  emergencies  necessarily  depend  upon  the  circum¬ 
stances  of  the  case,  and  they  amputate  just  where  they 
are  compelled  to,  by  leaving  the  stump  as  long  as  they 
can  with  safety  to  the  Patient  and  operation,  always 
considering  that  the  longer  the  stump,  the  better  for  the 

{patient,  this  is  generally  the  true  rule  to  work  by,  as  a 
ong  stump  is  generally  preferable  to  a  short  one,  but 
they  can  be  too  long  as  well  as  too  short  for  the  benefit 
of  the  patient.  My  experience  of  sixteen  years  in 
making  and  applying  Artificial  Limbs  to  every  form  of 
amputation  ever  performed  in  this  country,  leads  me  to 
prefer  the  Flap  operation  generally,  and  in  thigh  ampu¬ 
tations  save  all  the  bone  possible,  after  getting  clear 
from  the  knee  joint,  and  room  for  a  good  flap.  In  am¬ 
putations  below  the  knee  joint,  no  leg  should  ever  be 
amputated  lower  than  three  inches  above  the  ankle 
joint,  (for  a  medium  sized  adult  person)  and  above  that 

f  oint  save  all  that  is  possible  consistent  with  the  case, 
n  cases  where  a  toe  or  toes  are  required  to  be  removed, 
it  is  undoubtedly  best  to  amputate  at  the  toe  joints,  or, 
if  necessary,  perform  what  is  termed  Choparts  ampu¬ 
tation,  but  in  no  cases,  from  all  the  experience  I  have 
had  in  adjusting  and  witnessed  in  wearing  Artificial 
Limbs,  wrould  I  consent  to  any  amputation  above  this 
point,  save  above  the  ankle  joint  at  the  point  mentioned 
above.  One  very  important  objection  to  unjointing  or 
amputation  about  the  joints,  cither  ankle  or  knee ,  is, 
they  are  always  a  very  long  time  in  healing,  and  very 
frequently  never  heal '  at  all,  and  if  they  do  they  are 
extremely  tender,  and  a  little  irritation  often  causes 
abscesses  and  the  suffering  and  trouble  attending  these 
afflictions,  another  objection  is,  it  makes  the  Artificial 
Leg  cumbersome  and  large  at  the  joints,  with  all  the 
inconveniences  that  must  accompany  these  operations. 
These  reasons  will  apply  with  equal  force  to  arms 
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except  in  cases  of  amputatiun  of  the  hand,  where  the  wrist 
joint  can  be  saved,  then  save  all  that  possibly  can  be  saved 
below  it,  as  every  inch  in  length  or  movable  part  in  that 
important  member  is  of  such  great  value,  and  every 
Artificial  Hand  is  of  so  little  value  that  no  reasonable 
comparison  can  be  made  between  them,  and  every  hu¬ 
mane  and  considerate  Surgeon  should  never  fail  to  pre¬ 
serve  all  he  can  of  the  hand. 

CHILDREN 

and  young  persons  who  lose  their  limbs  before  obtaining 
their  growth,  are  generally  prevented  by  the  advice  of 
their  surgeons  or  physicians,  from  having  Artificial  sub¬ 
stitutes  applied,  on  the  ground  that  they  will  out  grow 
them.  This  appears  at  first  sight  to  be  a  very  good  rea¬ 
son,  but  upon  giving  the  subject  a  little  reflection,  it  will 
be  readily  seen,  that  although  the  chances  are  that  they 
are  likely  in  most  cases  to  out  grow  them,  (this  article 
applies  more  especially  to  Legs,)  before  they  are  worn 
out.  It  is  not  very  well  known  that  they  can  be  length¬ 
ened  at  times,  as  required,  at  small  expense,  and  perhaps  it 
is  well  to  here  give  this  bit  of  valuable  information  to  those 
interested  in  such  cases,  that  these  Limbs  possess  a  very 
important  advantage  over  all  others  in  this  respect,  on 
account  of  their  being  free  from  the  internal  complica¬ 
tions  of  cords  and  springs,  which  generally  have  com¬ 
posed  Artificial  Limbs,  thus  saving  the  largest  part  of 
the  expense  usually  attending  the  operation  of  lengthen¬ 
ing  the  Limb  to  keep  up  with  the  growth  of  the  Patient. 

The  most  important  point  to  be  taken  into  considera¬ 
tion  in  this  matter  is,  how  shall  we  most  benefit  the  ten¬ 
der  sprig  of  childhood  and  youth,  who  meet  with  these 
great  losses,  whether  by  compelling  them  to  use  crutches 
and  grow  up  round  shouldered,  hump  backed,  one  sided, 
or  otherwise  deformed  in  some  way,  as  in  nine  cases  out 
of  ten  they  are  from  the  effects  of  using  crutches,  espe¬ 
cially  for  any  length  of  time,  or  to  at  once  apply  a  sub¬ 
stitute,  and  pay  proper  attention  to  the  use  of  it,  and 
thereby  keep  them  in  natural  form,  and  also  avoid  the 
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very  unpleasant  sight  of  crutches  to  the  eye  of  the  parent 
and  public,  and  the  mortifying  effect,  (to  say  nothing  of 
the  great  inconvenience,)  to  the  patient.  Another  very 
important  fact  should  be  taken  into  consideration,  which 
is,  that  children  growing  up  without  a  substitute  or  limb, 
to  exercise  their  stump,  often  lose  the  use  of  them, 
either  by  their  becoming  contracted  or  weak  for  want  of 
use,  it  is  frequently  the  case  that  they  lose  the  use  of 
their  joints,  and  can  never  wear  a  Limb  at  all,  by  going 
without  for  years,  while  obtaining  their  growth,  but 
where  the  limb  is  applied  at  a  proper  time,  and  they 
grow  up  with  it,  they  never  seem  to  realise  their  loss, 
and  invariably  make  the  best  and  most  skilful  operators 
in  the  world.  No  child  that  loses  a  leg  at  four  years 
of  age  or  upwards,  should  be  allowed  to  go  without  a 
substitute  for  a  single  month  after  the  stump  is  healed, 
and  recovery  from  the  shock  of  amputation  been  ef¬ 
fected. 

Some  are  without  means  to  secure  limbs,  and  others 
will  say  they  cannot  afford  it — then  call  upon  your  friends 
for  assistance,  or  dispense  with  some  of  the  superfluous 
ornaments  of  dress,  or  do  SOME  way  to  provide  for  the 
necessity  of  your  unfortunate  child  or  friend  to  avoid  its 
growing  up  in  your  sight  a  constant  spectacle  of  regret, 
and  sorrow  to  yourself,  and  thereby  remove  an  almost 
certain  barrier  to  its  proper  place  in  society,  and  its  last¬ 
ing  welfare  in  mature  years. 

Having  applied  Artificial  Limbs  to  children  as  young 
as  three  years,  and  many  at  the  age  of  five  to  ten  years 
and  upwards,  and  always  with  the  best  of  success,  (un¬ 
less  where  they  had  been  too  long  upon  the  crutches,) 
thus  obtaining  a  knowledge  not  to  be  mistaken  in.  To 
those  who  have  cases  under  their  care  of  the  nature 
here  mentioned,  due  consideration  to  these  statements 
is  asked,  and  although  differing  as  it  does  from  the  ad¬ 
vice  generally  given  by  the  Physician,  (it  is  believed 
without  due  reflection).  Weigh  well  the  fact,  and  your 
conclusions  will  unquestionably  be  right,  and  your  duties 
plain  to  those  entrusted  to  your  tender  care  and  affection, 
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GrOXtD  MEDAL. 

Although  an  inventor  and  manufacturer  of  Artificial  Limbs 
for  several  years,  and  also  an  exhibitor  at  many  of  the  Fairs  of 
the  American  Institute  and  other  exhibitions  of  Art,  and  having 
received  awards  of  high  merits  from  them  before  and  as  late  as 
1859,  a  Large  Silver  Medal  from  the  American  Institute,  (the 
last  fair  held  by  that  Institution  until  1865).  It  is  proper  to 
state  that  those  limbs  were  not  of  the  Improved  Patent  which 
I  now  make.  This  is  the  first  time  (1865)  that  my  Limbs  with 
the  Patent  India  Rubber  Hands  and  Feet,  and  other  Patented 
improvements  were  placed  on  exhibition  in  competition  for  a 
Premium. 

A  Gold  Medal  was  offered  by  the  Board  of  Managers  as  the 
award  for  the  BEST  Artificial  Limbs.  This  great  inducement, 
as  a  matter  of  course,  brought  out  a  very  lively  competition, 
and  many  cases  of  Artificial  Limbs  appeared  in  the  Fair,  and 
several  exhibitions  in  walking  on  Artificial  Limbs  took  place 
during  the  Fair,  to  the  no  small  amusement  of  the  large  con¬ 
course  of  people  that  gathered  there  upon  the  announcement  ap¬ 
pearing  in  the  papers,  that  such  a  novel  affair  as  a  Cripple  Race , 
as  it  was  so  called,  was  to  take  place.  Every  one  has  probably 
seen  some  of  the  many  accounts  of  it  that  appeared  in  the  pub¬ 
lic  Prints  at  the  time,  some  of  which  are  here  published,  rela¬ 
tive  to  the  fair  as  well  as  the  race. 

The  following  is  cut  from  the  New  York  Times  : 

We  examined  Marks’  artificial  limbs,  and  saw  some  examples  of  their  use  that 
were  interesting  and  satisfactory.  These  limbs  consist  of  the  simplest  possible  con¬ 
ditions.  The  ankle  is  firmly  attached,  and  depends  on  the  elasticity  of  the  india 
rubber  foot,  for  the  required  facility  in  walking.  The  elegance,  naturalness  and 
efficiency  of  these  artificial  limbs  make  them  almost  perfect. 

From  the  New  York  Herald,  October  16,  1865  : 

American  Institute  Fair. — The  ciipple  race,  which  created  so  much  interest 
on  Saturday  last,  will  be  repeated  to-day.  The  manufacturers  of  other  artificial 
legs  will  compete  with  Mr.  Marks  for  the  laurels  he  gained  on  that  day.  Dod- 
worth’s  full  band  will  be  present. 

From  the  Neio  York  Tribune,  October  16,  1865  : 

Amer  can  Institute  Fair — Practical  Test  op  Artificial  Legs. — The  prac¬ 
tical  test  of  the  merits  of  artificial  legs  on  exhibition  at  the  American  Institute 
Fair,  on  Saturday  evening,  was  both  novel  and  attractive.  It  consisted  of  a  walk¬ 
ing  match  along  the  centre  aisle  of  the  Fair  building.  Three  gentlemen  entered 
the  list,  and  gave  a  specimen  of  their  facility  in  walking  on  these  substitutes  for 
natural  legs.  The  first  contestant,  Mr.  Bates,  was  a  tall,  heavy  man,  over  six  feet 
high  and  weighing  over  200  pounds.  He  wore  a  pair  of  artificial  legs  he  had  used 
less  than  three  weeks,  and  therefore  walked  somewhat  unsteadily.  The  second 
competitor,  Mr.  Auzburger,  followed,  wearing  but  one  artificial  leg.  He  walked  a 
fourth  of  a  mile  without  a  cane  in  four  minutes  with  apparent  ease,  and  was  warmly 
applauded.  Mr.  Frank  Stewart  closed  the  performance,  wearing  two  artificial  legs, 
applied  just  below  the  knee.  He  walked  a  half  mile  in  nine  minutes  without  a= 
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cane,  with  so  much  spirit,  ease  and  naturalness,  that  he  was  frequently  obstructed 
and  taken  hold  of  by  persons  who  could  not  believe  that  he  wore  two  artificial  legs, 
and  he  was  finally  obliged  to  take  the  large  stand  and  exhibit  the  legs  and  feet  to 
the  audience,  when  he  was  loudly  applauded.  All  of  these  gentlemen  wore  the 
artificial  leg  and  patent  India-rubber  loot  manufactured  by  Mr.  A.  A.  Marks,  No. 
575  Broadway.  There  were  two  other  gentlemen  present,  each  wearing  two  of 
Mr.  Marks’  legs,  having  lost  their  own  while  in  the  service  of  their  country. 

This  walking  match  originated  with  Managers  Carpenter  and  Ely.  and  was 
superintended  by  the  managers  in  person,  the  object  being  to  enable  the  thousands 
of  legless  soldiers  to  avail  themselves  of  the  benefits  of  a  fair  trial  of  the  real 
working  merits  of  the  many  artificial  legs  constantly  thrust  upon  their  attention. 

There  are  several  exhibitors  of  artificial  limbs  in  the  Fair,  most  if  not  all  of 
whom  are  expected  to  give  a  sample  of  the  walking  capability  of  their  respective 
limbs  at  the  walking  match  which  takes  place  this  evening  at  8  o’clock.  A  prize 
will  be  awarded  to  the  most  successful  maker. 

The  “Soldiers  Friend”  of  November,  after  giving  a  very 
general  account  of  the  races,  &c.,  closes  with  the  following  : 

Several  other  exhibitions  took  place  during  the  fair.  The  gold  medal  was 
awarded  to  Dr.  Marks.  The  “  Rubber  Foot,”  manufactured  at  this  establishment 
under  special  patents,  has  an  elasticity  and  durability  that  must  make  the  limb 
welcome  to  every  wearer.  The  award  of  the  Committee,  after  a  careful  examina¬ 
tion,  is  a  high  testimonial  in  its  favor. 

The  following  official  report  and  decision  of  the  Judges, 
speaks  for  itself : 


ARTIFICIAL  LIMBS. 

The  Judges  on  these  important  Articles  were  Professor  J.  M.  Carnochan,  Pro¬ 
fessor  J.  C.  V.  Smith,  and  James  Knight,  M.  D.,  and  after  a  careful  and  extended 
examination  and  practical  testing  of  the  various  kinds  of  Limbs  on  exhibition, 
awarded  the  First  Premium  GOLD  MEDAL  to  Mr.  A.  A.  Marks,  for  his  limbs  with 
India  Rubber  Hands  and  Feet. 

No.  559,  A.  A.  Marks,  No.  575  Broadway,  N.  Y.  For  Artificial  Limbs  for  sim¬ 
plicity  of  construction  and  durability.  GOLD  MEDAL. 


The  above  Cuts  are  Fac  Similes  of  both  sides  of  the  MEDAL, 
awarded  as  stated  in  the  above  report. 

There  never  was  before,  in  all  probability,  such  a  thorough 
test,  impartial  and  searching  investigation  in  every  way,  and 
too,  by  so  many  eminent  persons  as  composed  the  Judges  and 
Jurors,  too  as  it  were ,  on  this  very  important  trial.  ,  ’  ' 
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From  among  the  many  eminent  surgeons  who  recommend 
these  Limbs  to  their  patients  and  those  who  need  Artificial  Sub¬ 
stitutes,  will  be  found  in  the  following  letters,  which  are  pub¬ 
lished  by  permission  : 

New  York,  March  20,  1866. 

A.  A.  Marks,  Esq., 

SIR : — I  have  examined  with  great  care  your  Patent  Artificial  Limbs,  and 
cheerfully  bear  testimony  as  to  the  simplicity  and  efficiency  of  the  invention. 

From  their  peculiar  mechanism  they  perfectly  fulfill  the  purpose  for  which  they 
were  intended,  and  in  my  opinion  have  no  superior  at  present  in  use. 

Very  respectfully,  JOHN  J.  CRANE,  M.  D., 

Surgeon  to  Bellvue  Hospital. 

795  Broadway,  New  York,  March  21,  1866. 

A.  A  Marks,  Esq., 

DEAR  SIR  : — I  have  had  Irequent  occasion  to  apply  yonr  most  valuable  Patent 
Artificial  Leg,  in  cases  where  I  have  unfortunately  been  compelled  to  mutilate  my 
Patients  by  amputation,  and  the  admirable  imitation  which  your  substitute  has 
given  of  the  original  Limb,  and  the  perfect  satisfaction  to  the  wearer,  is  the  high¬ 
est  possible  commendation  that  I  can  give  it. 

LEWIS  A.  SAYRE,  M.  D. 

Professor  of  Surgery,  Bellvue  Hospital,  Medical  College. 


Office  of  ROBERT  S.  NEWTON,  M.  D., 

22  East  18th  Street,  between  Broadway  and  Fifth  Ave. 

New  York,  March  22,  1866. 

A.  A.  MarIis,  Esq.,  575  Broadway,  N.  Y., 

DEAR  SIR : — Having  been  well  acquainted  with  your  Artificial  Limbs  and 
various  improvements  which  you  have  made  for  the  last  ten  years,  and  from  the 
great  success  which  has  attended  the  application  of  your  limbs,  and  the  utility  of 
the  same,  I  have  no  hesitation  in  saying  that  their  accomplishments  have  not  been 
surpassed. 

The  ease  and  facility  with  which  persons  move  and  walk  about,  and  run  as  it 
were,  is  such,  that  in  many  cases  the  Artificial  Limb  cannot  be  detected. 

Yours  truly,  ROBERT  S.  NEWTON,  M.  D. 


No.  80  Irving  Place,  New  York  May  24  1866. 

A.  A.  Marks,  Esq., 

DEAR  SIR : — I  have  carefully  examined  your  Artificial  Limbs,  and  believe, 
because  of  their  simplicity  and  strength,  that  they  will  be  sought  for  by  those  who 
may  be  so  unfortunate  as  to  require  them. 

Very  Truly  Yours,  & c., 

JAMES  R  WOOD,  M.  D., 
Surgeon  to  Bellvue  Hospital, 
Professor  of  Operative  and  Surgical  Pathology, 
Bellvue  Hospital,  Medical  College,  &c.. 
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The  following  letters  are  from  persons  who  are  wearing  my 
Patent  India  Rubber  Feet,  either  applied  to  my  Patent  Legs, 
as  I  now  make  and  have  made  them  for  the  last  four  years,  or 
where  applied  to  Artificial  Legs  of  other  makers  beside  my  own. 

Every  one  of  them  have  used  other  kinds,  with  the  ankle- 
joints,  &c.,  and  now  bear  testimony  from  actual  practical  ex¬ 
perience  of  the  great  superiority  of  my  Patent  Foot.  I  ask  you 
to  read  them,  and  then  judge  for  yourself  of  their  merits  : 


(ABOVE  KNEE  JOINT.) 

New  York,  February  28th.  1865. 

Mr.  Marks, 

DEAR  SIR : — I  have  used  Artificial  Legs  of  various  kinds  for  over  twenty 
years,  and  flatter  myself  that  I  ought  to  be  a  good  judge  concerning  all  the  re¬ 
quirements  connected  therewith.  After  using  your  Artificial  Leg,  with  your  Patent 
Rubber  Foot  attached,  for  some  six  months,  I  take  much  pleasure  in  giving  my 
testimony  of  the  great  merits  thereof.  In  point  of  excellence  it  far  exceeds  my 
anticipation,  and  you  are  fully  aware  that  they  were  not  underrated  when  I  first 
had  my  attention  called  to  it. 

The  first  great  advantage  is,  that  I  walk  much  easier,  far  better  and  more 
natural  in  every  way  than  with  the  other  legs  which  I  used.  I  feel  safer,  and  am 
relieved  from  that  constant  care  in  walking  that  always  troubled  me  heretofore. 
It  is,  in  fact,  a  relief  that  I  never  expected  to  obtain  in  any  Artificial  Leg.  My 
very  short  stump  (only  four  inches  from  body)  prevents  me  walking  as  well 
as  those  with  a  better  stump  ;  but  this  leg  seems  so  much  lighter  and  always  so  re¬ 
liable  that  I  cannot  well  communicate  the  high  estimation  in  which  I  hold  your 
new  leg  with  the  Rubber  Foot.  It  needs  but  to  be  known  to  be  adopted  by  all  sen¬ 
sible  people  who  require  Artificial  Legs.  I  would  no  more  think  of  exchanging 
this  leg  for  any  other  that  1  ever  saw,  than  I  would  of  having  my  sound  leg  ampu¬ 
tated  tor  the  purpose  of  applyiug  this.  Yours,  &c., 

Removed  to  Pike’s  Cpeia  House,  Cincinratti,  Ohio.  E.  WORCESTER, 

No.  537  Pearl  St,  N.  Y. 


(ABOVE  KNEE  JOINT.) 

Un  ted  States  Hotel,  Scranton,  Pa.,  March  1st,  1865. 

DEAR  SIR : — It  is  now  over  four  years  since  I  commenced  wearing  the  Arti¬ 
ficial  Leg  you  made  me,  and  one  year  ago  you  applied  the  Patent  Rubber  Foot  to 
it,  and  1  will  say  that  it  has  given  the  best  of  satisfaction.  I  like  it  very  much. 
It  relieves  me  from  all  care  and  attention  about  the  foot,  and  makes  me  walk  much 
better  and  easier  than  before.  I  fully  appreciate  the  improvement,  and  as  I  now 
have  my  growth,  shall  soon  order  a  new  one  of  your  best  legs,  with  all  the  late 
patents.  Yours,  &c., 

Kinioved  to  Jeffersonville,  Sul.  Co.  N.  Y.  R.  BURY,  Jr., 

To  A.  A.  Marks,  575  Broadway,  N.  Y.  Scranton,  Penn. 


(ABOVE  KNEE  JOINT.) 

New  York,  April  1st,  1865. 

iMR.  A.  A.  Marks, 

DEAR  SIR  : — My  eleven  years  experience  in  wearing  an  Artificial  Leg  above 
the  knee  has,  together  with  careful  observation  in  examining  the  various 
kinds,  placed  me  in  a  position  to  speak  with  knowledge  and  confidence  in  your  re¬ 
cent  improvements.  I  allude  to  your  patent  India  Rubber  Foot,  and  also  adjusta- 
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ble  and  easy  accessible  knee  joint,  having  worn  it  for  the  last  year  or  upwards, 
with  the  gratifying  assurance  of  their  superior  advantages  over  anything  of  the 
kind  I  have  ever  seen.  No  one  can  fail  to  recommend  it  after  once  giving  it  a 
fair  trial.  Success  to  your  enterprise. 

A.  STURTEVANT, 
Commission  Merchant,  68  South  Street. 


(ABOVE  KNEE  JOINT.) 

New  York,  March  29,  1865. 

Mr.  A.  A.  Marks  : — 

DEAR  SIR  : — It  gives  me  the  utmost  satisfaction  to  state  that  your  patent  leg 
and  patent  foot  have  met  my  fullest  expectations.  I  have  worn  an  Artificial  Leg 
and  Foot  for  upwards  of  twenty  years,  and  found  yours  beyond  comparison  the 
best,  and  I  have  used  it  under  the  most  disadvantages,  as  my  stump  is  but  four 
inches  long.  One  of  its  merits  is  that  it  completely  protects  you  against  falling, 
and  makes  the  step  firm,  easy  and  secure  by  the  admirable  arrangement  of  the 
Elastic  Foot. 

What  adds  to  the  value  of  your  leg  and  foot  is  the  perfect  simplicity  and 
strength  and  durability  and  freedom  from  liability  of  getting  out  of  order. 

You  are  at  liberty  to  refer  those  desirous  of  obtaining  any  information  upon 
the  matter  to  me.  Yours  respectfully, 

JOSEPH  TROW, 

129  Liberty  Street. 


(ABOVE  KNEE.) 

No.  81  West  Twenty-Eighth  Street,  ) 
New  York  City,  May  18,  1865.  f 

Mr.  A.  A.  Marks,  575  Broadway,  N.  Y. : — 

DEAR  SIR  : — Feeling  that  I  owe  you  a  great  deal  of  thanks  for  your  late  im¬ 
provement  in  Artificial  Limbs,  and  the  public  (particularly  those  who  are  situated 
like  myself— on  the  stump)  an  explanation,  I  send  these  few  lines.  First,  you  are 
aware  of  making  me  a  leg  in  December,  1861,  which  the  Hon.  Simon  Cameron, 
then  Secretary  of  War,  presented  me  with,  and  which  I  nresume  was  the  first  Arti¬ 
ficial  leg  worn  through  cause  from  the  late  rebellion.  It  did  me  excellent  service 
never  having  been  off  a  day  since  I  got  it. 

There  is  a  little  military  history  attached  to  it:  Being  with  the  Ninth  Army 
Corps  from  after  the  battle  of  Antietamup  to  the  taking  of  Vicksburg  ('62  and  ’63), 
during  which  I  walked,  rode  in  ambulances,  government  wagons,  on  horse,  mule  and 
other  back.  As  soon  as  possible  I  availed  myself  of  your  improvement,  and  got 
one  of  your  Patent  Elastic  Feet  attached  to  it,  and  oh,  what  a  difference  !  All  that 
clanking,  jarring  noise  of  the  ankle-joint,  with  the  trouble  of  greasing,  &c.,  is  done 
away  with. 

I  walk  natural,  firm  and  elastic,  with  more  ease  and  self-reliance  than  former* 
ly.  In  fact,  for  utility,  simplicity  and  durability,  your  invention  is  everything  to 
be  desired  for  the  maimed  to  assume  their  natural  appearance.  I  have  ouly  about 
four  and  a-half  inches  of  a  stump  from  the  hip,  and  would  say,  from  what  I  hear 
and  see,  that  I  do  better  with  an  Artificial  Leg  than  most  persons  so  situated.  I 
am  proud  of  your  genius  and  my  own  appearance,  and  don’t  hesitate  in  recom¬ 
mending  your  legs  to  all  in  need  of  them,  feeling  confident  that  they  cannot  bo 
surpassed  by  any  now  extant. 

Yours,  Ac.,  JOHN  McKENZIE, 

New  in  Navy  Yard,  Brooklyn.  Late  First  Serg't  79th  Reg’t  Highlanders,  N.  Y.S.  N.  G. 


(ABOVE  KNEE.) 

Easton,  Pa.,  July  31,  1866. 

Mr.  A.  A.  Marks  : — 

DEAR  SIR  : — It  gives  me  sincere  pleasure  to  be  able  to  inform  you  that  the 
Artificial  Limb  which  you  made  for  me  has  more  than  realized  your  promises  and 
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mv  own  expectations.  You  are  aware  that  previous  to  procuring  your  Patent  Limb, 

I  had  worn  one  of  Dr. - make  about  six  months,  I  can  assert  the  supremacy 

of  your  limb  over  his  in  no  stronger  way  than  by  stating  the  fact  that  since  I  have 
procured  yours,  I  have  not  worn  that  made  by  Dr. - a  single  day. 

Your  limb  gives  a  more  elastic,  springy,  life-like  motion  to  my  step,  removes 
the  clattering  noise  incident  to  the  use  of  the  ankle  joint,  and  fits  the  stump  much 
more  comfortable,  the  knee  joint  too  works  still  and  admirably,  and  just  as  good 
as  new,  yet  I  have  given  it  some  severe  trials.  I  have  walked  seven  miles  in  one 
day,  which  I  think  is  pretty  good  for  a  Leg  above  the  knee. 

After  having  examined  most  of  the  Artificial  Limbs  in  this  country,  I  pro¬ 
nounce  unhesitatingly  in  favor  of  yours,  both  for  durability,  usefullness,  comfort 
and  appearance.  Yours,  respectfully, 

(Note.)  This  gentleman  prefers  to  not  have  his  name  appear  here,  but  the  publisher  is  at 
liberty  to  give  it  to  any  individual  who  wish  it. 


(FROM  a  lady  wearing  a  limb  with  amputation  above 

KNEE  JOINT.) 


Mr.  Marks: — 


Newbcrg,  Ohio,  May  2,  1866. 


KIND  SIR : — I  now  take  pen  in  hand  to  inform  you  of  the  Artificial  Limb  I 
received  from  you  a  few  months  ago.  It  has  proved  perfectly  satisfactory.  I  walk 
with  ease,  and  am  not  in  dread  of  attracting  the  attention  of  everybody  I  meet  in 
the  street.  I  have  had  two  limbs  before  this  one  —  the  first  one  weighed  16  lbs., 
I  could  not  even  carry  it,  the  next  one  was  a  perfect'  rattle  box,  the  ankle  joint  was 
a  perfect  nuisance,  always  getting  out  of  repairs.  The  one  I  have  now  is  a  gem, 
this  is  not  creaking,  or  groaning,  or  rattling  with  every  step,  the  elastic  foot  is 
charming,  I  am  much  pleased  with  it,  and  can  safely  recommend  it  to  any  one.  I 
walked  two  miles  the  other  day,  with  very  little  fatigue,  and  I  have  no  doubt  but 
I  could  have  walked  another  two  miles,  if  any  occasion  had  required  it.  I  could 
not  walk  a  quarter  of  a  mile  with  the  other  one,  but  I  would  be  completely  tired 
out.  Please  accept  my  heartfelt  thanks  for  the  benefit  I  received  from  your  Patent 
Artificial  Limbs.  Truly  yours, 

MRS.  MARY  JANE  NUTT. 


(FROM  A  LADY  WHERE  AMPUTATION  IS  ABOVE  KNEE  JOINT.) 

Bridgewater,  Coxn.,  March  27,  1865. 

Mr.  A.  A.  Marks  : — 

KIND  SIR  : — With  the  greatest  pleasure  I  write  to  you  in  regard  to  my  Arti¬ 
ficial  Leg,  which  I  have  now  worn  constantly  for  a  year  and  a  half.  It  is  a  great 
improvement  over  my  old  one  that  I  used  before. 

I  walk  so  much  easier  and  feel  a  relief  that  was  never  anticipated  by  me  be¬ 
fore,  requiring  no  attention,  no  foot  springs  to  break,  no  heel  cord  to  replace.  In 
fact  it  is  the  very  model  of  simplicity  and  durability.  The  Elastic  Foot  enables 
me  to  walk  so  still  and  natural  that  none  know  me  by  the  sound  of  my  step  as 
formerly.  Your  Patent  adjustable  Knee  Joint,  together  with  the  Rubber  Foot  is 
in  my  ca«e  a  perfect  success  in  every  respect,  and  I  wish  you  every  success  with  it. 
os  well  lor  the  unfortunate,  like  myself,  as  ior  your  own  benefit. 

Removed  to  New  Orleans,  La.  Yours,  truly, 

ANGELINE  CARPENTER. 
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(from  a  lady  wearing  knee-bearing  leg.) 

New  Yoke,  September  18,  1865. 

KIND  SIR: — I  find  by  looking  back  that  it  is  now  nine  years  since  you  sup¬ 
plied  me  with  an  Artificial  Limb,  and  over  a  year  since  you  applied  your  Patent 
Rubber  Foot  to  it,  and  1  must  say  that  it  has  given  me  not  only  the  best  of  satis¬ 
faction,  but  at  the  same  time  has  produced  a  degree  of  relief  impossible  tor  me  to 
describe  in  words,  and  I  think  no  one  can  fully  realize  your  improvements  without 
actual  experience.  I  am  now  about  as  careless  in  placing  this  foot  in  walking  as  I 
am  my  sound  one,  and  feel  as  safe  in  going  up  and  down  stairs  as  I  did  before 
losing  my  natural  limb  ;  but  added  to  all  these  advantages  is  the  removal  of  that 
jarring,  clapping  and  unpleasant  sound  of  the  old  wooden  foot,  aud  the  attention 
in  keeping  it  in  order.  My  husband  is  wearing  one  of  another  make,  and  he  thinks 
he  will  have  to  get  one  from  you,  or  a  rubber  foot  on  his  old  one.  in  order  to  walk 
with  me,  although  he  has  much  the  advantage  in  facilities  for  using  one. 

Yours  truly, 

MRS.  MINNA  DEITZE, 

234  East  37th  Street. 


(below  knee.) 

CoOHECTOX,  SCLT.TVAX  CoU.VTY,  ) 
New  York,  March  14,  1863.  ) 

Mr.  A.  A.  Marks  : — 

DEAR  SIR  : — I  have  worn  your  Patent  Leg  for  the  last  year.  I  am  well 
pleased  with  it.  It  has  not  required  the  least  repairs.  I  can  walk  better  with  it 
than  any  leg  I  ever  used  except  the  natural  one. 

I  consider  your  India  Rubber  Foot  a  valuable  improvement  to  Artificial  Legs. 

Respectfully  yours, 

W.  L.  APPLEY,  M.  D. 


(gentleman  wearing  two  below  knee.) 

Plainfield,  N.  J.,  March  18,  1865. 

DEAR  SIR  : — After  a  long  and  thorough  trial  of  your  Patent  Legs  with  the 
Patent  India  Rubber  feet,  I  feel  it  my  duty  to  write  you  a  few  words  in  regard  to 
their  several  advantages  over  the  old  ones  with  the  moveable  ankle-joints,,  which 
I  once  considered  the  best  there  was.  In  the  first  place,  I  walk  much  easier  on 
these,  which  is  of  itself  an  important  improvement,  and  I  walk  better  (more  natu¬ 
ral),  my  gait  bting  elastic,  and  still,  none  of  that  dump  and  clatter  that  arises  in 
the  old  loose  ankle-joints,  with  spring  cords.  &c.,  &c.  :  and  then,  ton,  I  feel  that 
degree  of  reliability  that  was  not  to  be  found  in  the  old  ones,  making  in  all  these 
a  great  change  for  the  better.  But  added  to  these  is  the  great  expense  saved  in 
repairs,  &c.  The  trouble  of  greasing  and  taking  care  of  the  many  little  things 
about  the  feet  is  all  done  away  with.  It  is  a  great  relief,  of  which  I  could  not 
appreciate  had  I  not  used  those  of  the  old  kind. 

You  are  at  perfect  liberty  to  refer  any  one  to  me.  Tell  them  that  I  have  lost 
both  of  my  legs,  just  below  the  knee,  one  stump  but  2£  inches  below  the  joint,  yet 
walk  anywhere  with  but  one  cane,  and  often  without  any,  and  defy  any  one  with 
stumps  no  better  than  mine  to  walk  better  than  I  do. 

Yours  truly, 

FRANK  STEWART, 

Plainfield, 

Union  County,  N.  J. 
(Removed  to  New  York  City.) 


To  Mr.  A.  A.  Marks,  575  Broadway,  N.  Y. 
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(gentleman  wearing  two  artificial  legs  below  knee.) 

Waterville,  Conn.,  May  15th,  1866. 

Mr.  A.  A.  Marks  : — 

SIR  : — According  to  promise,  I  take  this  opportunity  to  tell  you,  that  the  Legs 
you  made  for  me,  are  far  better  than  I  expected.  I  think  they  cannot  be  beat. 

I  have  worn  two  Artificial  Legs  over  eleven  years.  I  first  tried - they 

did  very  well,  but  yours  go  far  ahead  of  them.  I  will  lay  a  wager,  that  I  can  walk 
three  or  five  miles  with  any  man  of  my  age,  with  one  natural  Leg  ;  he  may  wear 
for  the  other  what  he  pleases,  except  yours. 

I  can  carry  a  pail  of  water  in  each  hand  now,  and  do  almost  anything  that 
anybody  can  that  have  two  good  natural  Legs.  1  want  nothing  more  to  do  with 
the  old  fashioned  ankle-joint  rattle  traps  about  Artificial  Legs,  so  long  as  your  stiff 
ankles  with  the  Rubber  Feet  can  be  obtained. 

Very  Truly  Yours, 

S.  B.  PRITCHARD. 


(BELOW  KNEE.) 

Brooklyn,  N.  Y.,  September  28th,  1864. 
Mr.  A.  A.  Marks,  575  Broadway,  N.  Y. : — 

DEAR  SIR  : — You  inform  me  that  you  are  about  to  publi  h  a  list  of  testimo¬ 
nials  in  regard  to  your  Patent  Leg  with  the  Patent  Rubber  foot,  and  now  let  me 
say  that  it  is  with  the  greatest  pleasure  that  I  accept  your  invitation  to  bear  witness 
of  what  I  consider  the  greatest  improvement  yet  made  in  this  line  of  art.  It  is 
now  two  years  since  yon  applied  my  Rubber  Foot,  and  it  has  seen  hard  usage  too, 
but  stand  the  knocks  first  rate.  My  business,  you  are  aware  is  very  trying  to  an 
Artificial  Leg  (ship  carpenter).  Being  much  of  the  time  placed  in  various  and 
cramped  positions,  and  also  much  in  the  water,  enables  me  to  test  its  strength  and 
usefulness  as  much  as  any  one  you  have  wearing  them.  I  find  it  far  surpasses  my 
old  leg,  that  I  have  worn  for  some  four  or  five  years,  in  every  respect  of  real  merit. 
Its  firm  and  elastic  movements,  together  with  its  ever  reliability,  makes  me  so 
careless  that  I  often  forget  that  I  have  on  an  Artificial  Leg  at  all.  it  being  such  a 
relief  from  the  old  one.  Of  its  durability,  there  can  be  no  doubt  but  it  surpasses 
evtry thing  yet  invented;  but  even  if  it  required  replacing  by  a  new  one  every 
three  months  I  would  not  exchange  it  tor  any  other  kind.  It  would  then  be 
cheaper  than  many  of  the  others.  Nothing  would  induce  me  to  go  back  on  the  old 
leg  so  long  as  this  is  to  be  had  at  any  price.  If  it  was  no  better  any  other  way, 
it  would  be  cheaper  to  the  wearer  even  if  you  charged  twice  what  you  do  now. 

I  shall  take  much  pains  to  recommend  them  in  all  cases  where  I  meet  with 
brothers  in  this  misfortune. 

Yours,  &c., 

HENRY  AUZ BERGER. 


Jersey  City,  N.  J.,  March  12,  1866. 

To  all  whom  it  may  concern  : — 

Having  been  a  soldier,  and  having  lost  my  leg  on  the  battle-field,  I  was  sup¬ 
plied  with  an  artificial  one,  at  the  Government  s  expense,  by - .  It  soon 

became  broken  and  destroyed  and  completely  out  of  order  at  the  ankle-joint  and 
having  heard  of  Mr.  Marks’  Patent  India  Rubber  Foot.  I  had  one  applied,  which  I 
have  now  worn  for  over  one  year,  and  it  is  just  as  good  as  when  it  was  first  applied. 
Being  now  so  well  acquainted  with  its  many  advantages.  I  would  on  no  account 
whatever  exchange  it  for  the  other  foot,  I  walk  so  much  easier  and  better ;  and 
then  the  great  saving  in  cost  and  repairs  makes  it  far  preferable  in  every  respect. 
Rtmovul  vo  £an  1'iantitco,  Cal.  THOMAS  GIBSON. 
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(below  knee.) 

New  York,  Mayf  1866. 

DEAR  SIR : — After  using  your  Patent  Leg  for  over  three  years,  with  the 
Patent  Rubber  Foot,  it  gives  me  much  pleasure  to  record  my  testimony  in  its  favor. 
My  experience  of  over  four  years  while  wearing  Artificial  Legs  of  the  old  style, 
enables  me  to  more  fully  appreciate  this  invention  of  yours.  You  know  I  had 
high  anticipations  of  its  advantages  before  trying  it,  but  I  assure  you  that  my 
ideas  relative  to  its  superior  qualities  were  far  below  the  just  standard.  Very  few 
are  so  hard  upon  legs  as  I  am,  for  my  weight  is  just  189  pounds,  and  my  business 
(bookbinding)  requiring  me  to  be  on  my  feet  constantly,  and  also  to  do  heavy  lift¬ 
ing  carrying  weights,  &c.,  and  in  many  other  ways  thoroughly  testing  its  strength. 
I  walk  a  great  deal  more  now  than  when  I  used  the  old  plan  of  leg,  which  is  a 
leading  and  very  important  feature.  Elastic  and  reliable,  no  clapping  down  of  the 
toes,  no  clatter  or  unpleasant  noise  while  walking,  and  I  think  as  a  leg  it  has  no 
equal.  Nothing  c  mid  tempt  me  to  exchange  mine  for  any  other  invention  or 
patent  that  I  have  seen  or  heard  of,  and  1  have  seen,  I  may  say  with  strict  regard 
to  truth,  nearly  every  one  of  any  note  whatever. 

I  frequently  attend  balls,  parties.  &c.,  and  dance  as  long  as  most  of  them,  and 
no  one  but  those  w’ho  know  I  use  the  leg  even  suspect  such  a  thing.  To  do  you 
justice  I  could  not  commence  to  fully  enumerate  its  many  superior  qualities. 

WM.  WORTS, 

41  Wooster  Street,  N.  Y. 


(BELOW  KNEE  JOINT.) 


Mott  Haven,  December  11,  1865. 

Mr,  Marks  : — 

DEAR  SIR  : — Let  me  hear  testimony  of  your  Patent  Leg  with  Rubber  Foot. 
Having  used  it  now  about  a  year  or  thereabouts,  and  also  having  used  that  with 
the  old,  always-annoying  and  tormenting  ankle-joint,  gives  me  the  chance  to  speak 
from  experience,  and  I  can  safely  say  that  it  is  a  thousand  times  better,  and  I 
would  not  on  any  account  think  of  going  back  and  wearing  the  old  kind.  I  can 
now  dance,  skate,  or  do  anything  far  better  and  easier  than  I  could  with  the  old 
leg.  It  is  the  right  thing,  and  no  mistake. 


Yours  truly, 

S.  ELDRIDGE,  Jr. 


(below  KNEE  JOINT.) 

New  York  Citt,  Oct.  10,  1865. 

Mr.  A.  Marks  : — 

DKARSIR  : — My  wife  walked  so  much  better  with  her  Artificial  Leg  with 
your  Patent  Rubber  Foot,  that  I  concluded  to  have  my  foot  removed  from  the  leg 

made  me  by - ,  and  have  one  of  the  Rubber  Feet  applied,  and  can  now 

say  that  I  am  very  much  pleased  with  the  change,  and  want  no  more  to  do  with 
any  of  the  confounded  complicated  and  clattering  wooden  feet  with  their  usual 
fixings.  I  will  walk  with  anybody  now  without  fear  of  detection  or  hardly  sus¬ 
picion  ;  and  when  myself  and  wife  walk  out  together,  we  are  not  watched  as  if  we 
had  a  music-box  in  our  shoes,  or  some  crazy  machine  of  some  kind  about  us,  but 
go  along  still  and  comfortable  like  other  people,  without  its  being  suspected  that 
even  one  of  us  is  walking  on  Artificial  Limbs,  when  truly  both  are.  We  can  both 
say  that  your  Rubber  Feet  assist  us  very  much  in  concealing  our  misfortune,  and 
our  experience  tells  us  that  to  try  to  walk  on  the  old  kind  with  ankle-joints,  &c., 
&c.,  would  now  be  like  trying  to  walk  backwards. 

Truly  Yours,  WILLIAM  DEITZE, 

234  East  37th  Street,  N.  Y. 
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(below  knee.) 

A.  A.  Marks,  Esq.  : — 

DEAR  SIR : — It  may  seem  strange  of  me  to  be  so  long  without  letting  you 
know  what  1  think  of  your  Artificial  Leg,  but  when  I  purchased  the  Leg  I  heard 
you  say  that  you  did  not  want  a  testimonial  from  any  of  your  patients  until  they 
had  given  the  leg  a  fair  trial,  and  give  it  then  upon  the  merits  of  the  leg.  I  have 
taken  you  at  your  word,  and  now  I  consider  your  Artificial  Leg  to  be  the  best  one 
invented  at  the  present  day.  In  the  first  place,  there  is  no  fear  of  the  foot  coming 
off  on  the  street,  as  is  very  often  the  case  with  those  ankle-joint  legs.  Yours  is  all 
in  one  piece  from  the  knee  down,  and  fits  on  the  leg  as  if  it  grew  there.  When  I 
am  traveling  on  the  street  I  feel  so  much  at  home  upon  it,  I  sometimes  forget  that 
I  have  lost  my  natural  leg.  They  may  all  talk  about  Artificial  Legs  having  side 
motion  and  other  mystified  motions.  What  people  say  in  that  respect  is  very  true, 
because  it  will  keep  the  poor  fellow  that  wears  it  in  continual  motion.  Every 
step  he  gives  he  thinks  it  is  going  to  be  his  last. 

Your  India  Rubber  Foot  gives  all  the  motion  that  a  natural  foot  will  require 
while  traveling  over  an  uneven  surface.  It  is  the  cheapest  and  most  durable,  be¬ 
cause  there  are  no  joints  about  the  foot  to  get  out  of  order,  therefore  it  will  not 
need  repairing.  I  would  honestly  recommend  all  those  who  are  so  unfortunate  as 
to  need  the  like,  to  get  one  of  your  Artificial  Legs. 

Truly  Yours, 

JAMES  MALONEY, 

Corner  Kent  and  Flushing  Avenues, 
Brooklyn,  July  23,  1865.  Removed  to  New  Orleans,  La. 


(BELOW  KNEE,  WITH  ONLY  IX  INCH  STUMP.) 

Bridgeport,  Conn.,  Aug.  2,  1866. 

Mr.  A.  A.  Marks  : — 

DEAR  SIR: — Having  used  one  of  your  Patent  Artificial  Legs  with  Rubber 
Foot  for  some  time,  and  having  given  it  a  fair  trial,  can  say  that  I  am  much  better 

pleased  with  it  than  with  the  one  I  had  made  for  me  by  Mr. - ,  with 

the  ankle-joint,  as  I  find  it  more  firm  and  better  in  every  respect,  and  cheerfully 
recommend  it  to  all  in  need  of  a  Limb,  as  I  think  it  far  preferable  to  any  other  I 
have  ever  seen. 

Respectfully  yours, 

ROBERT  MARTIN, 

Late  of  Co.  G,  9th  Reg’t  N.  Y.  S.  M. 


(BELOW  KNEE.) 

Morrisania,  August  3,  1866. 

Mr.  Marks  • 

Nearly  two  years  of  hard  work  upon  the  Artificial  Leg  you  made,  tells  me 
together  with  the  eleven  years  experience  that  I  have  had  on  Artificial  Legs  of 
different  kinds,  that  your  Leg  with  the  Patent  Rubber  Foot  is  just  the  thing  for  a 
man  that  works  as  I  do,  (R.  R.  Car  Builder)  and  has  no  equal  as  far  _as  my  know¬ 
ledge  extends,  essential  to  the  ease,  ccmfort,  utility  and  cost  of  these  necessary 
substitutes  for  lost  limb3. 

Yours  Truly, 


JOHN  H.  MARKHAM. 
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(below  knee.) 

Liverpool,  Medina  County,  Ohio,  Sept.  30,  1866. 

Mr.  A.  A.  Marks  : — 

DEAR  SIR  : — As  regards  my  Limb  you  made  for  me,  I  can  inform  you  that  it 
works  first  rate,  and  I  would  not  have  any  other  Foot  on  an  Artificial  Leg  on  any 
account  whatever,  it  works  to  a  charm,  there  is  no  rattling  of  joints,  no  pulling  to 
pieces  to  oil.  Ac.,  &c.  Just  the  thing  and  can't  be  beat  in  my  opinion  and  I  think 
I  am  somewhat  of  a  judge,  for  I  have  used  an  Artificial  Limb  for  twelve  years,  and 
three  different  kinds,  and  must  say  that  your  Patent  with  the  Rubber  Foot  is  far 
the  best  I  have  ever  used  or  seen. 

Very  truly  yours, 

E.  A.  TILLOTSON. 

The  following  letters  are  from  persons  who  have  worn  none 
other  than  the  Patent  with  the  Rubber  Feet,  consequently 
are  not  able  to  appreciate  the  great  advantages  they  possess  over 
the  other  kinds  from  actual  experience,  but  the  reader  will  see 
what  they  think  of  them,  and  can  judge  accordingly  : 

(BOTII  LEGS  AMPUTATED  BELOW  KNEE.) 

Minonk,  Woodford  County,  Illinois,  January  17,  1866. 

Mr.  Marks  : — 

MV  DEAR  SIR  : — In  regard  to  my  Artificial  Limbs.  I  can  inform  you  that  I 
am  more  than  pleased  with  them.  When  I  lost  both  of  my  feet  away  in  that 
Southern  Prison.  I  felt  that  I  would  not  care  to  live  when  I  thought  of  the  helpless 
and  sedentary  life  that  I  would  be  compelled  to  live :  but  thanks  to  your  valuable 
inventions  by  which  I  am  enabled  once  more  to  walk  on  terra  firma,  and  with  re¬ 
stored  health.  I  feel  as  if  life  was  j  et  a  boon. 

If  you  could  have  seen  me  lo  day  gone  out  to  the  stable,  harnessed  the  horses 
and  get  into  the  Buggy,  and  drive  off,  you  could  not  have  believed  it  was  the  poor 
crippled  soldier  you  saw  carried  into  your  office  in  bis  nurse’s  arms.  I  feel  quite 
satisfied  with  my  choice  in  selecting  yours,  as  I  do  not  believe  they  can  be  surpassed 
in  what  constitutes  real  merit  in  Artificial  Limbs,  and  I  shall  recommend  them  to 
all  my  unfortunate  friends. 

Yours  very  truly, 

JOHN  W.  JANUARY. 

Late  Private  Co.  B,  14th  Reg’t  Illinois  Vols. 


(BOTH  LEGS  AMPUTATED  BELOW  KNEE.) 

New  Boston,  New  Hampshire,  May  10,  1866. 

Mr.  A.  A.  Marks  : — 

DEAR  SIR: — Nearly  a  year  has  passed  since  you  fixed  me  up  upon  my  legs  again 
and  it  occurs  to  me  that  my  case  being  rather  an  extraordinary  one,  you  would 
like  to  give  it  to  the  public  through  your  Pamphlet. 

When  1  decided  to  take  your  Legs  from  the  Government,  I  had  examined  all 
the  various  kinds  that  the  Government  had  adopted,  and  concluded  to  take  yours 
for  the  reasons  which  I  will  give. 

Having  been  in  the  Hospital  for  some  time,  I  had  seen  many  soldiers  who  had 
been  provided  with  Artificial  Limbs,  and  witnessed  the  many  troubles  and  annoy¬ 
ances  as  well  as  expenses  to  which  they  were  constantly  subjected  in  most  kinds  of 
Limbs,  and  saw  that  your  Patents  was  clear  from  all  these  tormenting  trials,  and 
at  the  same  time  discovered  that  your  Patients  walked  with  more  ease  and  comfort 
and  natural  step  than  the  other  kinds  with  their  clattering  ankle  joints.  My  ex¬ 
perience  has  only  added  to  the  high  opinion  I  formerly  had  gathered  of  your  Limbs. 

My  weight  is  over  200  pounds,  and  although  both  Legs  are  now  Artificial,  I 
can  do  almost  everything  that  I  formerly  could,  can  take  a  pail  of  water  in  each 
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hand,  and  walk  off  readily,  and  do  work  generally  required  about  the  farm,  and 
expect  to  mow  and  do  other  kinds  of  farm  work  this  summer.  I  earnestly  advise  all 
my  unfortunate  friends  to  purchase  your  plain,  substantial,  and  always  reliable 
Patent  Limbs. 

Yours  very  truly, 

CALVIN  BATES, 

Late  Corp’l  20th  Reg’t  Maine  Vols 


(BOTH  LEGS  AMPUTATED  BELOW  KNEE.) 


Carlyle,  Clinton  County,  Illinois. 

Dr.  A.  A.  Marks  : — 

DEAR  SIR  : — Understanding  that  you  contemplate  issuing  anew  and  enlarged 
Pamphlet,  descriptive  of  your  admirable  Artificial  Limbs,  and  their  Practic.il  use, 
I  embrace  the  opportunity  to  forward  to  you  my  testimony  as  to  their  utility.  For 
six  months  I  have  been  using  two  of  your  Artificial  Legs,  with  Rubber  Feet,  and  I 
unhesitatingly  pronounce  them  to  be  the  very  best  Patent  now  before  the  public, 
they  fit  to  the  stump  of  the  Leg  with  perfect  neatness,  are  worn  with  ease  and  com¬ 
fort,  and  are  in  my  opinion  as  near  a  resemblance  to  nature  as  it  is  possible  to 
manufacture.  Hoping  (his  may  enable  others  to  avail  themselves  ot  your  invalua¬ 
ble  invention,  and  experience  the  benefit  thereby  that  I  have. 

1  remain,  gratefully,  your  obedient,  servant, 

BENJAMIN  F.  DAUGHTERY, 
Late  Co.  lv,  31st  Illlinois  Infantry  Vols. 


Fayettville,  N.  C.,  1st  May,  1866. 

A.  A.  Marks  : — 

DEAR  SIR  : — Having  tried  the  Artificial  Limb  procured  of  you.  for  nearly  a 
year,  I  leel  as  if  justice  demands  me  to  give  my  testimony  to  its  worth,  and  believe 
me,  Sir,  I  do  this  cheerfully.  I  have  had  it  in  constant  use  during  the  time  men¬ 
tioned.  and  am  in  every  way  perfectly  satisfied  with  it. 

Mine  has  not  in  the  least  troubled  me,  is  perfectly  easy,  and  in  appearance  is 
quite  natural,  nor  is  it  like  others  I  have  seen,  liable  to  get  out  of  order.  Before 
procuring  yours,  I  examined  the  Limbs  of  several  manufacturers,  and  I  saw  none 
that  pleased  me  so  much  as  yours,  nor  have  I  yet  changed  my  opinion.  There  may 
be  better,  {which  I  doubt,)  but  yours  is  good.  I  desire  no  better,  and  am  satisfied 
that  a  trial  is  all  that  is  required  to  bring  your  manufactures  into  general  use,  with 
all  who  are  so  unfortunate  as  to  require  them. 

Very  respectfully,  WM.  T.  TAYLOR. 

Note. — It  will  be  observed  that  the  names  of  other  makers 
alluded  to  in  the  letters  published  herewith,  are  left  blank,  this  is 
done,  not  by  the  desire  of  the  writer,  but  as  the  publisher  does  not 
wish  to  disparage  the  work  of  any  Competitors  in  this  calling  by  this 
publicity,  (no  matter  how  high  or  how  low  their  standing  may  be) 
thus  keeps  their  names  from  the  many  thousand  readers  of  this 
pamphlet,  but  in  consideration  of  his  duty  to  himself  and  to  those 
who  feel  themselves  victims  of  having  a  troublesome  and  unreliable 
substitute  fastened  upon  them  by  the  adroit  exhibition  of  highly 
finished  frail  jumping  jacks,  in  shape  of  Artificial  Limbs  as  embel¬ 
lished  by  ingenious  and  fascinating  words,  will  not  refuse  to  give 
these  names  to  individuals  when  privately  requested,  neither  will 
he  conceal  the  numerous  and  various  specimens  of  Limbs  left  at  his 
office  by  those  who  have  renewed  their  understandings  upon  a 
firm,  reliable  and  more  satisfactory  basis. 
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ARTIFICIAL  ARMS. 

The  following  letters,  from  distinguished  gentlemen,  speaking  as  they  do 
from  actual  experience,  will  he  sufficient  testimony  as  regards  the  true  merits  of 
my  Patent  Arms : — 

From  Hon.  Ira  Buckman,  Jr.,  Member  of  Assembly, 

Mr.  A.  A.  Marks  :  — 

DEAR  SIR  : — It  was  my  unfortunate  lot,  in  the  month  of  May,  1863,  to  meet  with  an  acci¬ 
dent  by  which  the  amputation  of  my  right  arm  became  necessary.  After  being  confined  to  my 
bed  and  room  some  eight  months  from  the  loss  of  my  arm  and  other  injuries  received  at  the  time, 
I  was  permitted  to  take  a  position  with  that  large  but  uniortunate  class  of  my  fellow-beings,  who, 
like  myself,  have  lost  a  limb,  and  must  be  what  is  commonly  called  a  cripple,  the  balance  of  our 
sojourn  here  ;  yet,  with  all  the  fearful  forebodings  that  are  forced  upon  the  cripple’s  mind,  there 
is  yet  a  “  balm  in  Gilead.”  What  the  beacon  light  is  to  the  homeward-bound  mariner,  are  A.  A. 
Marks’  Artificial  Limbs  to  the  unfortunate.  To  think  that  he  can  again  pass  in  mixed  assem¬ 
blages  of  his  fellow-citizens  without  being  gazed  upon  or  pointed  at,  or,  what  is  still  worse,  to  hear 
that  harsh,  but  oft-repeated  exclamation,  “  There  is  a  cripple  1  ” 

I  have  not  only  worn  your  Artificial  Arm,  but  have  shaken  hands  with  a  gentlemen  and  his 
wife,  both  of  whom  called  on  me  repeatedly  when  my  arm  was  amputated.  Neither  of  them  dis¬ 
covered  that  they  had  been  shaking  an  Artificial  Hand,  nor  did  some  dozen  other  intimate  ac¬ 
quaintances  recognise  it,  forgetting  for  the  time  being,  from  its  natural  appearance,  the  loss  of 
my  arm. 

Your  Artificial  Limbs  need  no  eulogy  from  me.  They  only  need  to  be  seen  and  applied  to 
be  appreciated  tv  the.  unfortunate. 

As  a  mechanic,  it  might  be  well  to  ask  the  question,  Where  are  the  weak  points  in  your 
limbs  *  After  a  careful  examination  I  fail  to  find  even  one ;  so  compact,  so  light,  so  simple  of 
construction,  and  yet  so  well  calculated  to  perform  all  the  various  functions  that  art  can  do  for 
which  they  were  intended,  that  further  remarks  from  me  seem  unnecessary. 

Yery  truly  yours, 

IRA  BUCKMAN,  Jr., 

No.  96  South  Fifth  Street,  Brooklyn,  E.  D.,  N.  Y. 

Headquarters  43b  Reg’t  U.  S.  Col’d  TRoors.  ) 

In  the  Field,  Richmond,  Va.,  April  8,  1864.  ( 

A.  A.  Marks,  Esq. : — 

HEAR  SIR I  have  been  wearing  the  Artificial  Arm  which  you  made  for  me  last  Feb. 
ruary,  ever  since  the  first  day  I  got  it,  with  the  very  best  of  success.  I  think  it  is  the  best  arm 
made  for  utility  and  convenience,  for  the  reason  that  it  is  so  simple  in  construction.  It  will  never 
get  out  of  repair,  because  there  is  so  little  machinery  about  it,  and  to  all  who  wish  to  get  an  arm 
that  has  practical  utility  as  well  as  neatness,  I  would  certainly  recommend  your  patent. 

Yours  respectfully, 

8.  B.  YEOMAN, 

Colonel  43d  Reg’t  Col’d  Troops. 

Sherwood,  Cayuoa  County,  * 
New  York,  May  7,  1665.  ( 

DEAR  SIR  : — I  seat  myself  to  inform  you  how  I  am  getting  along  with  my  Artificial  Arm, 
which  you  made  me.  Really,  I  am  doing  so  well  with  it  that  I  don’t  know  in  what  particular 
point  to  speak.  I  am  at  work  on  the  farm,  as  I  used  to  before  the  war,  doing  all  kinds  of  work, 
such  as  plowing,  sowing,  and  everything.  In  fact,  your  hook  arrangement  is  just  the  thing  for  a 
{aimer,  and  I  do  60  much  more  with  it  generally,  that  it  more  than  gives  good  satisfaction. 

Truly  Yours, 

BENJAMIN  F.  GOULD, 

Late  Private  Co.  I,  Sd  New  York  Vols. 
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It  will,  perhaps,  be  observed  that  the  preceding  letters  bear 
date  of  1866,  or  prior,  but  the  reference  is  just  the  same  now 
as  then,  except  they  are  all  able,  by  the  additional  years  of  ob¬ 
servation  and  experience,  to  testify  still  further  of  the  value  of 
the  inventions.  It  would,  of  course,  be  excellent  testimony  to 
publish  the  names  of  several  hundred  persons  who  are  and  have 
been  wearing  my  Patent  Limbs  for  years,  and  still  recommend 
them  to  all  whom  they  find  in  need,  even  if  they  had  tried  no 
other  kind,  but  they  could  not  speak  from  the  experience  that 
those  can  who  have  used  the  different  kinds  ;  and  owing  to  the 
persistent  course  of  my  competitors  in  constantly  proclaiming 
that  no  one  can  walk  upon  an  Artificial  Leg  without  an  ancle 
joint,  and  that  the  Rubber  Foot  is  a  failure,  &c.,  &c.,  and  in 
order  to  settle  this  point,  and  for  ever  put  it  at  rest,  will  here¬ 
with  publish  a  list  of  the  names  of  over  One  Hundred  persons 
who  are  engaged  in  almost  every  respectable  occupation  in  the 
country,  and  every  one  of  them  have  actual  knowledge,  and  are 
therefore  able  to  and  do  speak  for  themselves  in  placing  their 
names  with  their  own  hand  to  the  following 

certificate:. 

THE  UNDERSIGNED  respectfully  state  that  they  are 
now  using  and  have  used  for  a  reasonable  time,  Marks’  Patent 
Artificial  Legs,  and  are  aware  that  the  leading  features  in 
their  mode  of  construction,  consists  in  the  INDIA  RUBBER 
FEET,  and  are  made  with  no  movable  ankle-joints,  and  with¬ 
out  the  complication  of  bolts,  cords,  springs,  screws,  &c.,  for¬ 
merly  used  in  Artificial  Legs,  the  Elastic  Feet  being  a  substitute 
for  the  ankle-joints.  And,  FURTHERMORE,  we  also  state 
that  we  have  used  other  kinds  and  makers’  limbs,  with  the 
ankle-joints,  heel  cords,  &c.,  and  from  our  experience  with  the 
different  kinds,  we  cheerfully  bear  testimony  that  the  Patent 
Artificial  Legs  made  by  Mr.  Marks  are  in  no  respect  inferior  on 
account  of  their  noted  simplicity  of  construction,  in  'dispensing 
with  the  joints,  &c.,  but,  on  the  other  hand,  we  find  in  them  a 
great  relief  from  the  cares  and  annoyances  attending  the  compli¬ 
cated  styles,  and  find  that  we  walk  with  greater  ease,  comfort , 
elasticity ,  stillness,  safety,  and  naturalness ,  upon  these  than  up¬ 
on  the  other  kinds,  and  also  demonstrate  the  important  fact  that 
they  are  at  least  one  hundred  per  cent,  more  durable  than  any 
other  form  of  constructed  Limbs  we  have  ever  used,  and  recom¬ 
mend  them  most  earnestly  to  all  requiring  Artificial  Legs,  aft 
the  best . 
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WILLIAM  L.  APPLEY,  M.D.,  Practising  Surgeon  and  Physician,  Cochecton, 
Sullivan  Co.,  N.  Y. 

EEV.  ALFRED  BLAKE,  Gamber,  Knox  Co.,  Ohio. 

M.  F.  WATSON,  Capt.  5th  Artillery,  Brevet  Major,  U.  S.  A.,  West  Point, 
Orange  Co.,  N.  Y. 

MR.  ALBERT  STURTEVANT,  Merchant,  68,  South  Street,  New  York  City. 
“  FERNANDO  E.  WORCESTER,  Engraver,  Pike’s  Opera  House,  Cincin¬ 
nati,  Ohio. 

“  FRANK  STEWART,  ( wearing  two,)  134  Thompson  Street,  N.  Y.  City. 

"  HENRY  AUZBURGER,  Machinist,  56  Van  Brunt  St.,  King’s  Co ,  N.  Y. 
“  B.  N.  LAMPM AN,  Patent  Roofing,  Rutland,  Rutland  Co.,  Vermont. 

MRS.  MINA  DIC1TZE.  234  East  37th  St.,  N.  Y.  City. 

“  ANGELINE  FLEEZER,  Marbledale,  Litchfield  Co.,  Conn. 

“  ALFRED  ROBERTS,  286  West  13th  St.,  N.  Y.  City. 

“  MARY  JANE  NUTT,  Newburgh,  Cuyahoga  Co.,  Ohio. 

“  E.  DESPRES,  488  Ninth  Avenue,  N,  Y.  City. 

MISS  FLORENCE  E.  LOM1S,  North  East,  Erie  Co.,  Pa. 

MR.  GEORGE  F.  DRESSOIR,  Teacher,  Poughkeepsie,  Dutchess  Co.,  N.  Y. 

“  JOHN  II.  MARKHAM,  Machinist,  Morrisania,  Westchester  Co.,  N.  Y. 

“  SMITH  B.  PRITCHARD,  Farmer  and  Butcher,  (wears  two,)  Waterville, 
New  Haven  Co.,  Conn. 

“  RODERICK  ^GRAHAM,  Printer,  13  Clinton  St.,  Brooklyn,  Kings  Co. 
N.  Y. 

**  EDWARD  COLE,  Merchant,  Lexington,  Green  Co.,  N.  Y. 

'*  JOHN  W.  MERSHON,  Cabinet  Maker,  Waverley,  Leuzeme  Co.,  Pa. 

“  BARTLETT  KELLEY,  159  Second  St.,  Brooklyn,  E.  D.,  King's  Co.,  N.Y. 
“  ROBERT  MARTIN,  Machinist,  Bridgeport,  Fairfield  Co.,  Conn. 

DR.  ALBERT  BARNABY,  Druggist,  corner  Nostrand  and  De  Kalb  Ave., 
Brooklyn,  King’s  Co.,  N.  Y. 

MR.  MORRIS  W.  FORCE,  Plainfield,  Union  Co.,  N.  J. 

“  WILLIAM  DORNSCHIDE,  Merchant,  30W  Grand  St.,  Brooklyn,  E.  D., 
Kings  Co.,  N.  Y. 

“  FREDERICK  H.  BENNETT,  Georgetown,  Fairfield  Co.,  Conn. 

“  JOSEPH  HENNENLOTTER,  625  ConrtSt.  Brooklyn,  Kings  Co.,  N.Y. 

«  JOSEPH  C.  STEVENS,  Hatter,  Bloomfield,  Essex  Co.  N.  J. 

“  HENRY  BRADY,  Machinist,  Susquehannah  Depot,  Susquehannah  Co., Pa. 
“  HUGH  McANULTY,  Painter,  341  East  21st  St.,  New  York  City. 

“  THOMAS  O’CONNELL,  Merchant,  Newburgh,  Orange.,  N.  Y. 

“  WILLIAM  WORTS,  Book  Binder,  41  Wooster  St.,  N.  Y.  City, 

“  ELIPHALIT  WYATT,  Brooklyn,  Cuyahoga  Co.,  Ohio. 

“  CHRISTOPHER  HAFFERN,  273  10th  Avenue,  N.  Y.  City. 

“  WARREN  BAKER,  Worcester,  Worcester  Co.,  Mass. 

“  JAMES  BOYLE,  Merchant,  43  Grand  St.,  Brooklyn,  E.  D.,  King's  Co., 
N.Y. 

“  WILLIAM  DEITZE,  Painter,  234  East  37th  St.,  N.  Y.  City. 

“  THOMAS  FIELDSON,  Ogsdenburgh,  St.  Laurence  Co.,  N.  Y. 

“  MATHEW  PALMER,  Shoo  Maker,  (wears  two.)  282  West  33rd  St.,  New 
York  City. 

“  CHARLES  II.  ROGERS,  City  Hall  Bell  Ringer,  Brooklyn,  Kings  Co., 

**  HIRAM  G.  CLARK,  Merchant,  Binghampton  N.  Y. 

“  WILLIAM  GRIFFIN,  Telegraph  Office,  corner  Broadway  and  Liberty 
St.,  N  Y.  City. 

“  RUDOLPHUS  BURY,  Jr.,  Jeffersonville,  Sullivan  Co.,  N.  Y. 

“  JOHN  MoKENZIE,  Clerk,  Navy  Yard,  Brooklyn. 

“  REUBEN  HALL,  Telegraph  Operator,  Burgh  Hill,  Trumbel  Co.,  Ohio. 

“  SAMUEL  McCLURE,  Farmer,  Logan  Township,  Dearborn  Co.,  Ind. 

“  PATRICK  McCARTY,  Contractor,  Bergen  St.,  between  Carleton  and 
Vanderbilt  Ave.,  Brooklyn,  N.  Y. 
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MR.  WM.  M.  WHITE,  Farmer,  Pultneyvillo,  Wayne  Co.,  1ST.  Y. 

“  JOHN  FITZGERALD,  Salisbury  Mill,  Orange  Co.  N.  Y. 
u  E.  A.  TILLOTSON,  Liverpool,  Medina  Co.,  Ohio. 

“  A.  B.  HOWELL,  Lawyer,  Easton,  Northampton  Co.,  Pa. 

“  THOMAS  ELLIGOTT,  Medina.  Orleans  Co.,  N.  Y. 

“  GEORGE  F.  BAILEY,  Jeweler,  11  Maiden  Lane,  N.  Y.  City. 

"  JOHN  SEERY,  Machinist,  Bridgeport,  Conn. 

“  SAMUEL  ELDRIDGE,  Jr.,  Plumber,  250  Greenwich  St.,  N.  Y.  City. 

“  FREDERICK  H.  WILDRICK,  Telegraph  Operator,  Mount  Bethei  Sta¬ 
tion,  Northampton  Co.,  Pa. 

"  JOSEPH  R.  WHEELER,  48  Prince  St.,  Brooklyn,  King’s  Co.,  N.  Y. 

“  HENRY  H.  NURSS,  Farmer,  Hallock,  Peoria  Co.,  Illinois. 

“  ALEXANDER  CRIST,  Marysville,  Union  Co.,  Ohio. 

“  JOHN  McGRATH,  75  Robinson  St.,  N.  Y.  City. 

“  THOMAS  COMPTON,  Port  Monmouth,  Monmouth  Co.,  N.  J. 

"  JOHN  W.  JANUAY,  Minonk,  Woodford  Co. ,  Illinois. 

«  D.  B.  WALKINGTON,  Merchant,  Belfast,  Ireland. 

“  ABRAM  S.  MORRIS,  Washington,  D.  C. 

“  JAMES  MALONEY,  New  Orleans,  Louisiana. 

11  E.  E.  BACON,  Rochelle,  Ogle  Co.,  Illinois. 

“  ALBERT  CHARLEMAINE,  Patterson  Ave.,  West  Hoboken,  N.  J. 

*  WM.  H.  HAMLIN,  Indianopolis,  Indiana. 

“  GEORGE  COLE,  172  West  10th  St.,  N.  Y.  City. 

“  CHRISTIAN  G.  SMITH,  69  Flushing  Ave.,  Brooklyn,  N.  Y. 

“  WALTER  S.  KANE,  Treasurer's  Office,  N.  Y.  Central  R.  R.,  Albany,  N.  Y. 

“  FREDERICK  T.  LAWRENCE,  Far  Rockaway,  Queen's  Co.,  N.  Y. 

**  THOMAS  R  GIBSON,  37  Ritcli  St.,  San  Francisco,  Cal. 

“  WILLIAM  FRANCIS,  Holland  Patent,  Oneida  Co.,  N.  Y. 

“  J.  C.  SWITZER.  Madison,  Wisconsin. 

«  GEORGE  W.  PINCKNEY,  202  Ashland  Place,  Brooklyn,  N.  Y. 

*,  JOSEPH  LOMAS  (Post  Master),  Newburgh,  Orange  Co.,  N.  Y. 

“  JOHN  L.  HUTCHINSON,  Gaylordsville,  Conn. 

“  CHARLES  B.  BAGLEY,  Dansville,  Livingston  Co.,  N.  Y. 

“  JOSEPH  TROW,  No.  605  5th  Ave.,  New  York  City. 

“  CHARLES  P.  KASMIRE,  New  Bedford  Mass. 

“  ANDREW  JOHNSON,  Branchville,  N.  J. 

“  FRANCIS  J.  WERNECK,  Register’s  Office, . Brooklyn,  King’s  Co.,  N. 

late  Capt.  Co.  D,  54th  N.  Y.  Vol. 

“  MICHAEL  R.  HOGaN.  Merridan,  Conn. 

“  D.  E.  ISHAM,  Westfield,  Catarangus  Co.,  N.  Y. 

«  H.  R.  HORSFORD,  Hudson,  N.  Y. 

“  E.  D.  SCOFIELD,  Pasaic,  Pasaic  Co.,  N.  J. 

**  FREDERICK  LARRANAGA,  Lima,  Peru,  South  America. 

“  D.  S.  HERMANCE,  Hudson,  N.  Y. 

“  EDWARD  A.  NELLIS,  New  Haven,  Conn. 

JOSEPH  LURVY,  Jsrsey  City,  N.  J. 

«  GEO.  W.  TRUEHEART,  Astoria,  Queens  Co.,  N.  Y. 

<•  JOHN  R-  McCLUSKEY,  Toledo,  Tama.  Co.,  Iowa. 

ALBERT  HAUSBECK,  U.  S.  Storekeeper,  Harmony,  Butler  Co.,  Pa, 

“  D  W.  AMY,  Merchant,  Latonia,  Venango  Co.,  P.  A. 

«  WILLIAM  BUSHNELL,  Phelps,  Ontario  Co.,  N.  Y. 

“  GEORGE  W.  McDOUGAL.  Newark,  N.  J. 

“  JOHN  A.  CRAWFORD,  Masonville,  Delaware  Co.,  N.  Y 
«  CLARK  JACKSON.  75  Grand  St.,  N.  Y. 

“  LEONARD  BAAKER,  167  Hester  St.,  N.  Y 

*  JAMES  S.  McDANOLDS,  Merchant,  Branchville,  N.  J, 

“  JAEMS  H.  KYNER,  Macon,  Macon  Co.,  Illinois. 
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The  Press  has  spoken  of  these  Limbs  in  flattering 
and  very  complimentary  terms  on  many  occasions,  but 
find  room  only  for  the  following  articles  at  this  time : 
ARTIFICIAL  LEGS  ON  SKATES. 

[The  following  communication  is  handed  in  by  a  friend,  in  whose  knowledge  of  the  facts  we 
have  full  confidence.  We  have  frequent  inquiries  in  regard  to  the  manufacturers  of  Artificial 
Limbs,  and  we  deem  any  facts  in  relation  to  them  interesting  to  disabled  men.  We  witnessed  the 
walking  match  referred  to  by  our  correspondent,  and  from  the  testimony  of  those  who  have  used 
both  the  Ordinary  Limbs  and  the  Kubber  Foot,  we  imagine  that  the  latter  would  become  a 
favorite. — Ed.  Soldier’s  Friend.] 

The  time  has  not  long  passed  since  it  was  considered  a  wonder  to  see  a  person  walking  with  ap¬ 
parent  ease  upon  one  Artificial  Leg,  but  when  an  unfortunate  fellow  who  had  lost  both  of  his 
propellers  was  enabled  to  walk,  even  with  two  canes,  it  was  thought  so  remarkable  that  few  would 
believe  it  without  witnessing  the  feat  with  their  own  eyes.  But  we  have  recently  seen  something 
far  exceeding  this  in  novelty  and  success.  We  saw  a  young  man  skating  leisurely  along  on  the 
Central  Park  Lake,  with  both  hands  in  his  pockets,  and  without  any  assistance  of  staff  or  cane. 
It  is  true  he  did  not  carve  out,  with  exquisite  neatness  and  precision,  an  elegantly  spread  eagle, 
neither  did  he  leap  over  the  heads  of  his  fellow  skaters,  but  his  movements  were  easy  and  grace¬ 
ful,  and  no  one  would  suspect  any  thing  unusual,  except  that  he  might  be  a  beginner.  This  waa 
really  the  case,  as  he  had  then  put  on  skates  only  a  few  times.  Our  attention  was  called  to  him 
by  some  one  who  knew  him  personally,  or  we  should  not  have  thought  that  among  that  vast 
throng  there  was  one  who  sought  the  merry  sport  upon  two  woadtn  legs.  We  should  not  call  them 
wooden,  for  the  quiet  skater  was  no  less  a  personage  than  Mr.  Frank  Stewart,  who  wears  the  Arti¬ 
ficial  Legs  with  Rubber  Feet,  invented  and  manufactured  by  Mr.  Marks,  575  Broadway,  in  this 
city.  Mr.  Stewart  ran,  or  walked,  the  race  at  the  Fair  of  the  American  Institute  last  year,  and 
made  the  unprecedented  time  of  half  a  mile  in  nine  minutes,  with  no  assistance  whatever,  and 
was  still  anxious  to  proceed,  declaring  he  could  make  the  next  half  mile  in  the  same  time,  but 
was  prevented  by  the  crowd. 

The  Gold  Medal  for  Artificial  Limbs,  was  awarded  to  Mr.  Marks,  at  the  American  Institute 
Fair,  1365. — Soldier’s  Friend,  January,  1806. 


Artificial  Limbs.— In  another  cqlumn  of  this  paper  the  reader  will  find  an  advertisement 
under  the  above  heading.  These  Artificial  Limbs  are  the  invention  and  manufacture  of  A.  A. 
Marks,  Esq.,  of  No.  575  Broadway,  this  city.  We  have  seen  some  of  these  limbs,  and  examined 
the  peculiar  simplicity  of  their  construction ;  we  have  also  seen  them  in  practical  use,  and  have 
been  truly  astonished  with  the  naturalness  and  grace  with  which  they  walk.  They  remind  us  oj 
the  great  advance  made  in  the  steam-engine,  by  being  shorn  of  its  former  and  many  complicated 
parts  to  its  present  simple  and  improved  condition.  Mr.  Marks  dispenses  with  the  ankle  joints 
in  his  legs  and  its  complications,  by  substituting  a  foot  made  mostly  of  India  Kubber  of  a  very 
tough,  elastic  and  desirable  character,  thereby  giving  the  wearer  a  more  reliable,  natural  d 
perfect  limb  than  we  have  heretofore  ever  seen. 

At  the  fair  of  the  American  Institute  last  year,  there  was  a  very  spirited  contest  for  the  Gold 
Medal,  to  be  awarded  to  the  inventor  of  the  best  limb,  and  although  there  were  many  contest¬ 
ants,  Mr.  Marks’  limbs  carried  off  the  prize. 

Mr.  Marks  is  a  pioneer  in  this  line  of  art,  having  been  engaged  in  his  profession  for  the  last 
fifteen  years,  and  after  much  study  and  many  experiments,  has  attained  to  those  special  improve¬ 
ments,  which  he  patented  some  four  years  since.  The  government  sometime  since  adopted  his 
limbs,  thus  enabling  our  heroic  soldiers  who  have  lost  their  limbs  in  defence  of  their  Country,  to 
seoure  them  free  of  charge. 

We  have  given  these  inventions  more  than  a  passing  notice,  as  we  think  they  effect  important 
ehanges  and  improvements  in  the  construction  of  implements  for  the  relief  of  our  unfortunate 
fellow  beings,  and  more  especially  as  they  emanate  from  one  who  has  labored  for  many  years  in 
this  branch  of  a  noble  work,  and  whose  present  standing  as  an  inventor  and  gentleman  needs  no 
further  recommendation  at  our  hands. — New  Fork  Dispatch,  September  16,  1866. 
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From  the  American  Eclectic  Medical  Eevieiv,  Aug.,  1866. 


MARKS’  PATENT  ARTIFICIAL  LIMBS. 

These  Limbs  are  beyond  all  question  the  most  perfect  and  simple  ever  made, 
and  their  indorsement  by  the  American  Institute  at  its  last  Annual  Fair  was  but  a 
just  tribute  to  their  unquestionable  excellence.  The  principle  of  the  India  Rubber 
Feet  and  Hands  is  the  true  one;  and  the  remarkable  skill  and  extensive  experience 
of  Dr.  Marks  in  this  branch  of  surgical  appliance  is  unexcelled  in  this  country 
on  the  world! 

We  recommend  Marks’  Artificial  Limbs — unqualifiedly — to  all  surgeons  and 
too  all  who  may  require  the  aid  of  such  appliances. 


The  following  Editorial  Notice  appeared  in  the  New  York 
Tribune  of  September  1 6th,  1868. 

ARTIFICIAL  LIMBS. — The  inventor  who  can  make  a  machine  to  do  its 
work  with  the  least  machinery  is  considered  by  all  good  judges  as  the  best. 
Simplicity  of  construction,  in  everything,  is  not  only  its  beauty,  but  its  befit 
recommendation.  In  nothing  is  this  rule  more  applicable  than  to  substitutes  for 
lost  limbs,  especially  when  applied  to  our  brave  soldiers  and  seamen,  who  sacrificed 
their  own  precious  limbs  to  save  our  country. 

We  find  the  above  qualifications  well  exemplified  in  Artificial  Limbs  invented 
and  manufactuied  by  A.  A.  Marks,  Ho.  575  Broadway,  which  seem  to  combine 
every  feature  of  utility  and  comfort  to  tho  nnfortunate  wearer,  while  their  sim¬ 
plicity  of  construction  must  render  them  durable  and  uulikely  to  get  out  of 
order.  The  soldier  or  citizen  who  places  himself  under  the  care  of  Mr.  Marks 
will  find  a  competent,  prompt  and  reliable  friend,  a  man  well  known  as  an  ener¬ 
getic  hard  worker,  of  large  experience  as  an  inventor  and  mechanic  in  a  profes¬ 
sion  both  honorable  and  beneficial  to  the  human  race.  He  publishes  a  pamphlet 
descriptive  of  his  productions,  which  he  sends  free  to  all  applicants. 


PRICES  AND  TERMS. 

For  Artificial  Legs,  applicable  to  any  usual  point  of 

amputation,  either  above  or  below  knee  joint  -  $100  00 
Artificial  Arms,  for  cases  where  amputation  is  above 

the  elbow  joint  -  -  -  -  -  -  75  00 
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Where  below,  and  stump  of  sufficient  length  to 

use  the  elbow  joint  -  -  -  50  00 

For  applying  Rubber  Foot  to  other  kinds 

of  Legs  -----  #15  to  $20 

For  applying  Rubber  Hand  to  other  kinds 

of  Arms  -  -  -  -  -  10  to  15 

Payment  is  required  with  the  order,  or  if  the  party 
prefer,  they  can  pay  half  in  advance,  and  the  balance 
when  the  Limb  is  completed. 

Parties  at  a  distance  who  object  to  remitting  the 
whole  amount  with  the  order,  and  desire  their  Limbs 
sent  to  them  by  Express,  can  pay  the  balance  on  deliv¬ 
ery  of  the  Limb,  providing  they  will  pay  the  trifling 
extra  expense  of  collecting.  Being  aware  that  some 
persons  object  to  thus  pay  for  a  Limb,  before  receiving 
it,  they  should  bare  in  mind  that  this  is  an  article  made 
expressly  to  order,  and  if  not  taken  by  the  person  for 
whom  it  is  made,  it  is  a  great  chance  if  it  fitted  one  in  a 
hundred  other  applicants  whom  it  was  not  made  for, 
thus  is  readily  seen  the  necessity  of  advance  payment, 
or  part  of  it  at  least,  at  the  same  time  the  Patient  can 
rest  confident  of  just  as  good  a  Limb  and  just  as  good  a 
fit  as  they  could  were  no  payment  made  until  after  the 
Limb  was  delivered,  and  in  case  any  mistake  or  bad  fit 
occurs,  the  maker  holds  himself  strictly  responsible  for 
any  deficiency  in  this  respect  caused  by  his  own  or 
workmen’s  mistake  or  carelessness,  and  will  remedy 
them  without  extra  charge  whenever  they  occur,  which 
is  very  seldom. 
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It  is  best  to  remit  by  draft,  payable  to  my  order,  or  by  postal 
order,  or  if  either  of  these  are  not  convenient,  then  by  express. 

Persons  coming  from  a  distance,  and  waiting  for  their 
Limbs  to  be  fitted  and  finished,  will  receive  particular  atten¬ 
tion,  and  not  be  humbugged  by  being  detained  on  expense  un¬ 
necessarily.  Two  days  is  as  long  as  they  are  generally  required 
to  wait,  yet  sometimes  three,  but  never  over  that  time,  unless 
by  some  unavoidable  and  unexpected  cause. 


OMISSION. 

Among  the  many  advantages  gained  by  the  Rubber  feet  overtho  Wooden,  or 
hard  and  non  elastic  kinds,  one  very  important  one  has  been  omitted  in  its  proper 
place ,  which  is  the  great  saving  in  Stockings,  as  the  Rubber  feet  do  not  wear  Put 
Stockings  any  faster  than  the  natural  feet,  while  the  Wooden  and  Hard  feet  are 
well  known  to  wear  out  full  ten  to  the  natural  feet  one,  a  matter  of  consideration 
to  some  persons,  if  not  to  all  who  are  required  to  wear  Artificial  Feet. 


DIP.  ECTIONS 

TO 

PERSONS  WISHING  TO  PURCHASE  LIMBS. 

Write  me  a  full  statement  of  your  case,  stating  the  precise  (as  near  as  conve¬ 
nient)  point  of  amputation,  condition  of  stump,  and  time  of  amputation,  and  you 
will  receive  a  blank,  giving  directions  how  to  take  the  measures,  &c.  (free  of 
charge),  and  any  information  asked  for.  This  should  be  done  before  taking  a 
journey  to  the  manufactory,  as  in  many  cases  the  journey  is  avoided,  by  having 
the  limb  fitted  from  the  measures  without  the  party  coming  to  the  manufactory 
at  all,  a  very  desirable  consideration  to  many  where  means  are  limited,  or  the  dis¬ 
tance  far  to  travel. 

Addrees,  A.  A.  MARKS, 

575  Broadway, 

New  York  City. 


It  is  very  important  that  the  Patient  observe  great  care  in  treating  the 
stump,  move  the  joints  freely  to  prevent  contraction  and  preserve  the  natural 
motions.  Keep  it  well  bandaged  from  the  end  upward,  in  order  to  reduce  and 
solidify  the  flesh  as  much  as  possible,  as  it  secures  a  better  and  much  more  perfect 
fitting  Limb,  and  renders  it  more  useful  and  satisfactory. 
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'TO  COMMISSIONED  OFFICERS  ENTITLED  TO  RECEIVE 

ARTIFICIAL  LIMBS. 

It  is  very  well  known  that  Artificial  Limbs  havo  been  furnished  to  non¬ 
commissioned  Officers  and  Privates  for  the  last  six  or  seven  years,  and  continue 
to  be  so  furnished.  The  following  extracts  from  a  Circular  issued  from  the  Sur¬ 
geon-General’s  Office  explains  itself,  and  will  be  of  service  to  those  whom  it  con- 
corns  : 

■W\A_IR,  DEPAETMEUT, 

Washington,  D.  C.,  April  6,  1869. 

Memorandum  for  the  information  of  applicants  for  an  Artificial  Limb. 
Extract  from  an  Act  relating  to  Pensions,  approved  July  27;  1868: — 

“  Sec.  14.  And  be  it  further  enacted,  That  all  officers  in  the  military  or  naval 
service,  of  the  rank  of  captain  in  the  army  or  lieutenant  in  the  navy,  and  of  less 
rank,  who  have  lost  a  leg  or  arm  in  such  service  and  in  the  lino  of  duty,  or  in 
consequence  of  wounds  received  or  disease  contracted  therein,  shall  be  entitled  to 
receive  an  Artificial  Limb  on  the  same  terms  as  privates  in  the  army  are  now  en¬ 
titled  to  receive  the  same.” 

1.  Any  soldier  or  seaman,  or  officer  of  the  army  not  above  the  rank  of  cap¬ 
tain,  or  of  the  navy  not  above  the  rank  of  lieutenant,'  who  may  have  lost  a  limb 
from  an  injury  received  in  the  line  of  duty,  may  receive  an  artificial  limb  at  the 
expense  of  the  government,  subject  to  the  following  regulations  : 

2.  Application  should  be  made  to  the  Medical  Director  of  the  Department  in 
which  the  applicant  resides,  or  if  an  officer  or  seaman  in  the  navy,  to  the  Chief 
of  the  Bureau  of  Medicine  and  Surgery,  who,  if  satisfied  of  the  correctness  of  the 
claim,  will  order  a  limb  or  apparatus  from  the  authorized  manufacturer  preferred 
by  the  applicant.  Officers  may  select  an  unauthorized  manufacturer,  but  will  be 
expected  to  abide  by  their  choice. 

3.  Proof  must  be  enclosed  that  the  applicant  was  in  the  military  or  naval 
service  of  the  United  States  at  the  time  of  receiving  the  injury,  and  that  it  was 
received  in  the  line  of  duty.  This  proof,  if  he  be  still  in  the  service,  will  consist 
of  certificates  from  his  Commanding  Officer,  Surgeon-in-Charge,  or  any  commis¬ 
sioned  officer  personally  cognizant  of  the  facts  of  ;he  case.  If  discharged 
from  the  service,  his  discharge  papers  must  be  submitted  for  examination,  with 
his  own  affidavit  of  the  time,  place  and  manner  of  incurring  the  injury,  and,  if 
possible,  the  certificate  of  his  former  commanding  officer,  or  Surgeon-in-Charge. 
He  will,  at  the  same  time,  make  affidavit  that  he  has  never  been  supplied  with  an 
artificial  limb  or  apparatus  by  the  United  States,  or  with  an  order  for  one,  and 
will  furnish  a  certified  copy  of  his  pension  certificate.  The  discharge  papers  will 
be  returned  to  him. 

4.  Upon  the  requisition  of  the  Medical  Director  or  Surgeon  giving  the  order, 
transportation  to  and  from  his  home  and’  the  place  of  obtaining  the  artificial  limb 
will  be  furnished  by  the  Quartermaster’s  Department  to  the  applicant. 

The  following  is  a  list  of  the  Military  Departments  and  the  address,  respect¬ 
ively,  of  the  Medical  Directors  to  whom  application  should  be  made  : 

Department  of  the  East — comprising  the  New  England  States,  Now  York, 
New  Jersey,  Pennsylvania,  Delaware  and  M  ary  land.  Medical  Director,  Head¬ 
quarters  Department  of  the  East,  New  York  City,  N.  Y. 
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First  Military  District — the  State  of  Virginia.  Medical  Director,  Head¬ 
quarters  First  Military  District,  Richmond,  Va. 

Department  of  the  South — North  Carolina,  South  Carolina,  Georgia,  Ala¬ 
bama  and  Florida.  Medical  Director,  Headquarters  Department  of  the  South 
Atlanta.  Ga. 

Fourth  Military  District — State  of  Mississippi.  Medical  Director,  Head¬ 
quarters  Fourth  Military  District,  Vicksburg,  Miss. 

Fifth  Military  District — State  of  Texas.  Medical  Director,  Headquarters  Fifth 
Military  District,  Austin.  Texas. 

Department  of  Louisiana — States  of  Louisiana  and  Arkansas.  Medical  Di¬ 
rector,  Headquarters  Department  of  Louisiana,  New  Orleans,  La. 

Department  of  California — California  and  Nevada  and  Territory  of  Arizona. 
Medical  Director,  Headquarters  Department  of  the  Columbia,  Portland,  Oregon. 

Department  of  the  Columbia — Oregon  and  Territories  of  Washington  and 
Idaho.  Medical  Director,  Headquarters  Department  of  the  Columbia,  Portland, 
Oregon. 

Department  of  the  Platte — Nebraska  and  the  Territories  of  Utah  and  Wyom¬ 
ing.  Medical  Director.  Headquarters  Department  of  the  Platte,  Omaha,  Nebraska. 

Department  of  Dakota — Minnesota,  Dakota  and  Montana.  Medical  Director, 
Headquarters  Department  of  Dakota,  St.  Paul,  Minnesota. 

Department  of  the  Missouri — Illinois,  Missouri,  Iowa.  Kansas,  Indian  Terri¬ 
tory,  New  Mexico,  Colorado  and  Fort  Smith,  Arkansas.  Medical  Director,  Head¬ 
quarters  Department  of  the  Missouri,  Fort  Leavenworth,  Kansas. 

Department  of  the  Lakes — Ohio,  Indiana,  Michigan  and  Wisconsin.  Medical 
Director,  Headquarters  Department  of  the  Lakes,  Detroit,  Michigan. 

Department  of  the  Cumberland — Kentucky  and  Tennessee.  Medical  Director, 
Headquarters  Department  of  the  Cumberland,  Louisville,  Ky. 

Washington  City  and  vicinity — Brevet  Colonel  Basil  Norris,  Surgeon  U.  S. 
Army,  Washington,  D.  C.  (U.  S.  Army  Dispensary.) 

Boston,  Massachusetts  and  vicinity — Brevet  Lieutenant  Colonel  A.  N.  McLaren 
Surgeon  U.  S.  Army,  Boston,  Mass. 

By  order  of  the  Surgeon-General : 

C.  H.  CRANE, 

Assistant  Surgeon-General,  U.  S.  Army. 


As  will  be  seen  elsewhere,  it  is  understood  that  the  officers 
here  named  can  now  avail  themselves  of  my  Patent  Limbs, 
same  as  soldiers  and  seamen  have  heretofore,  as  I  am  now,  and. 
have  been  for  several  years,  an  authorized  manufacturer.  A 
government  order  secures  the  limb  without  any  additional 
charge  whatever ,  and  it  shall  be  as  good  a  Limb  as  I  can  make. 
I  shall  take  every  care  to  earn  and  secure  the  approbation  and 
good  will  of  the  officers  that  entrust  themselves  to  me  for  limbs 
that  I  have  heretofore  for  the  private  soldiers. 

You  are  respectfully  invited  to  examine  my  Limbs,  or  cor¬ 
respond  with  those  wearing  them,  and  use  your  own  judgment 
Of  their  qualities,  and  govern  yourselves  accordingly. 

A.  A.  MARKS. 
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Much  is  said  by  the  manufacturers  of  the  complicated 
styles  of  Artificial  Legs,  about  the  Rubber  Feet  being 
heavier  than  the  wooden  ones,  and  thereupon  they  try 
to  make  a  great  ado  about  it. 

The  facts  are  these  :  The  Rubber  Feet  are  of  them¬ 
selves  a  trifle  heavier  than  some  kinds  of  the  wooden 
feet ;  but  bear  in  mind  that  the  Rubber  Feet  require  no 

IRON  HINGES,  BOLTS,  CORDS,  GE-ASS  BALLS,  SCREWS,  Or  (tliy 

of  the  paraphernalia  whatever  used  in  the  ankle -jointed 
trappings,  in  hitching  their  wooden  feet  to  their  legs. 
This  machinery  adds  weight,  as  all  must  know. 

In  many  cases  where  I  have  removed  their  wooden 
feet,  and  applied  my  Patent  Rubber  ones  in  their  places, 
I  have  found,  by  weighing  before  and  after,  that  the 
weight  of  the  Limb  was  reduced  from  one  to  six  ounces 
by  the  change. 

My  Patent  Artificial  Legs,  with  the  India  Rubber 
Feet,  weigh  from  three  to  six  pounds  each,  depending 
upon  the  weight  and  occupation  of  the  persons  who  are 
to  wear  them,  and  the  Artificial  Legs  of  my  Patent  aver¬ 
age  to  be  some  lighter  and  much  stronger  than  those 
made  as  above  stated,  with  their  superfluous  appendages. 
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SUPPLEMENT. 


The  AMERICAN  PHRENOLOGICAL  JOURNAL  of 
October,  1869,  published  a  lengthy  and  comprehensive  article  on 
ARTIFICIAL  LIMBS,  from  which  will  be  found  the  following 
extracts  and  engraving  of  Mr.  Stewart  : 


ARTIFICIAL  LIMBS. 

It  is  but  a  few  years  since  the  person  who  was  unfortunate  enough  to  lose  a 
part  of  his  leg,  was  obliged  to  stump  about,  like  poor  “  Tommy  Taft,”  in  Mr. 
Beecher’s  “  Norwood,”  for  the  rest  of  his  lifo,  or,  what  was  worse,  to  swing  him¬ 


self  through  the  world  on  crutches. 

There  have  been  various  ingenious  and 
useful  devices  to  obviate  the  old  stump- 
leg,  as  well  as  to  do  away  with  the 
crutches,  and  these  inventions  have  serv¬ 
ed  their  purposes  with  moro  or  less  con¬ 
venience  and  pleasure  to  the  wearer  and 
his  friends. 

Since  the  beginning  of  our  great  rebel¬ 
lion  ten  thousand  maimed  soldiers  have 
called  upon  the  inventive  talent  of  our 
citizens,  and  now  we  have  the  pleasure 
of  presenting,  for  the  consideration  of 
our  readers,  the  artificial  limbs  with 
india-rubber  hands  and  feet,  invented 
and  manufactured  by  Mr.  A.  A.  Marks, 
575  Broadway,  New  York. 

We  give  also  an  engraved  likeness  of 
Mr.  Frank  Stewart,  who  has  had  both 
legs  amputated  below  the  knee,  and 
wears,  of  course,  two  artificial  legs.  One 
amputation  is  within  two  and  a  half 
inches  of  the  knee-joint,  the  other  five  or 
six  inches  below  it,  yet  with  his  two  ar¬ 
tificial  legs  he  walks  very  briskly  and 
very  much  better  than  many  men  hav¬ 
ing  corns,  who  would  resent  the  imputa¬ 
tion  of  being  lame.  The  dotted  lines 
across  the  legs  show  where  the  amputa¬ 
tions  were  made.  Ho  uses  a  cane,  but 
can  walk  without  it. 

We  see  nothing  in  the  artificial  line 
which  gives  so  natural  a  step  as  this. 
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We  are  iniormed  that  Mr.  Marks  has  been  authorized  to  furnish  artificial 
limbs,  at  the  expense  of  the  Government,  to  commissioned  officers,  soldiers,  and 
seamen  of  the  United  States  army  and  navy,  who  may  have  been  maimed  in  the 
.service  of  his  country.  It  is  a  source  of  great  pleasure  to  us,  and  must  be  to 
everybody,  that  the  maimed  soldier,  without  special  charity  from  personal 
friends,  should  thus  bo  enabled  to  procure,  at  no  expense  to  himself,  the  best  pos¬ 
sible  substitute  for  the  limbs  which  he  has  sacrificed  for  the  honor  and  free¬ 
dom  of  his  country. 

We  recommend  all  persons  who  are  interested  to  make  an  investigation  for 
themselves  of  this  work,  and  we  doubt  not  they  would  be  pleased  and  profited 
thereby. 


V 

The  New  York  Dispatch  of  October  24 th,  contained  the  following  Editorial  notice 
which  is  here  reprinted  ver  batum. 

Very  few  jiersons  in  proportion  to  our  population,  are  required  to  use  artifi¬ 
cial  limbs,  yet  in  looking  into  the  matter  a  little,  we  find  there  are  many  thou¬ 
sands  among  us,  needing  and  using  those  useful  inventions  of  art,  and  many  per¬ 
sons  use  them  with  such  ease  and  naturalness,  that  their  misfortune  is  never 
known  by  the  public,  and  often  by  but  very  few  acquaintances.  In  examining 
Mr.  Marks’  large  case  of  artificial  limbs  at  the  Fair,  our  attention  was  attracted 
to  a  very  genteel  and  pretty  little  girl  of  about  ten  years  of  age,  who  presented 
i\s  with  a  card  which  read  :  A.  A.  Marks’  Patent  Artificial  Limbs,  No.  575 
Broadway,  N.  Y.,  and  upon  the  opposite  side  we  found  a  photograph  of  the  little 
girl  above  mentioned,  taking  in  different  positions,  one  of  which  represented  her 
as  she  appeared  before  me  with  her  sweet  honest  face  and  lovely  black  eyes,  and 
skipping  about  apparently  as  sound  in  limb  as  in  body  and  mind,  bnt  another 
view  represented  her  sitting  and  exhibiting  her  misfortune,  showing  that  her 
left  leg  was  amputated  just  below  the  knee.  She  informed  us  that  she  had  used  it 
for  over  two  years,  and  with  perfect  ease.  Wo  saw  her  afterward  walking  about 
the  Fair  without  exhibiting  any  signs,  whatever,  of  her  loss.  We  are  informed 
that  Mr.  Marks’  has  hundreds  of  patients  who  testify  to  the  great  utility  and  as¬ 
sistance  they  receive  from  his  valuable  inventions — many  too  who  have  lost  both 
legs,  and  with  these  substitutes  are  enable  to  attend  to  their  vocation.  These 
limbs  took  the  first  premium  in  1865  and  1867,  and  will,  beyond  doubt,  do  the 
same  this  year.  His  cases  of  limbs  are  constantly  attended  by  some  one  wearing, 
either  one  or  two  of  these  substitutes,  and  attract  a  large  share  of  interest  at  the 
exhibition. 


AGrAXXtf  VICTORIOUS! 

AND 

Again  Pronounced  the  BEST  !  ! 

I860  and  1867  Endorsed  and  Approved  in  1869. 

'THREE  First  Premiums  in  succession  have  been 
awarded  by  the  American  Institute  for  MARKS’ 
PATENT  AR  TIFICIAL  LIMBS.  Being  the  only 
Fairs  held  by  the  Institute  since  1859. 

The  38th  Fair  of  the  American  Institute,  held  at  the 
Empire  Rink  New  York  City,  closed  on  the  30th 
October,  1869,  which  was  universally  admitted  to  be  by 
far  the  best  managed,  best  attended,  most  instructive 
and  brilliant  Exhibition  ever  presented  to  the  people 
of  the  United  States  by  this  time  honored  and  World 
Renowned  Institution. 

There  was  increased  activity  in  contending  for  the 
First  Premiums  in  all  branches  of  goods  and  wares  on 
exhibition,  as  exhibitors  have  learned  to  value  these 
awards  in  proportion  as  the  Institute  has  advanced  in* 
popularity  and  greatness. 

The  contest  in  Artificial  Limbs  was  lively  and  the 
investigation  by  the  Judges,  ( They  being  required  by 
the  By-Laws  of  the  Institute  to  take  into  consideration 
all  the  different  articles  of  their  class  of  which  they  had 
any  knowledge  of  WHETHER  ON  EXHIBITION 
OR  J\  OT,)  in  testing  the  merits  of  the  Limbs  were 
thorough,  searching  and  convincing,  as  would  be  expect¬ 
ed  from  men  of  their  high  standing,  being  well  known 
leading  professional  and  learned  men  of  the  present  day. 

(over.) 
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READ  THE  FOLLOWING 

Extract  from  the  Report  of  the  Judges  in  Department  3  group  5  of  the  38 th  Annual  Fair 
of  the  American  Institute,  held  in  the  City  of  New  York,  October,  1869. 

No.  44,  Artificial  Limbs,  A.  A.  Marks  Best. 

This  Limb  is  constructed  with  an  India  Rubber 
Foot,  which  from  its  elasticity  does  awa}^  witli  the  ne¬ 
cessity  of  motion  at  the  ankle  joint,  and  also  obviates 
entirely  that  HEAVY  THUMP  IINTGr 
SOUND  when  the  foot  strikes  the  ground  in  walk¬ 
ing;  an  objection  which  exists  in  AlalL*  OTHER 
Artificial  Legs  which  the  Committee  have  any  know- 

I 

ledge  of.  The  control  which  the  wearer  has  over  it, 
and  its  movements  so  closely  resembling  those  of  the 
Natural  Limb,  as  well  as  the  small  cost  of  keeping  it 
in  repair  (Almost  No  thing)  entitle  it  to 
the  highest  commendation. 

LEWIS  A.  SAYRE,  M.  D.  (  y  , 

JAMES  R.  McGREGOR,  M.  D.  )  §PS' 

A  true  copy  from  the  Report  on  File , 

John  W.  Chambers,  Secretary. 

Upon  this  very  plain,  careful  and  elaborate  report 
the  Board  of  Managers  Awarded  the  FIRST 

PR  X2MZTJM.,  consisting  of  LARGE 

bronze:  medal  and 

DIPLOMA. 


